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PREFACE 
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SECTION  I 


INTRODUCTION 

Because  of  limitations  on  the  supply  of  petroleum-based  fuels, 
increasing  amounts  of  alternate  fuels  derived  from  coal,  shale  oil,  and 
other  fossil  fuels  will  become  available  and  will  need  to  be  considered 
as  sources  of  jet  fuels.  The  Fuels  Branch  of  the  Aero  Propulsion  Laboratory 
is  charged  with  developing  jet  fuel  specifications  that  relate  fuel  chemistry 
to  aircraft  engine  performance.  Since  the  relative  amounts  of  the  individual 
aromatic  components  of  a  jet  fuel  are  known  to  have  profound  effects  upon  the 
combustion  properties  and  materials  compatabillcy  of  the  fuel,  the  Air  Force 
is  very  concerned  about  the  aromatic  composition  of  possible  alternate  jet 
fuels. 

At  present  there  is  no  single  reliable  analytical  procedure 
available  for  the  routine  detection.  Identification,  and  quantitative 
determination  of  individual  aromatic  components  in  a  fuel.  The  objective 
of  the  program  reported  here  was  the  development  of  such  a  procedure  that 
is  both  rapid  and  relatively  inexpansive.  The  major  emphasis  was  placed  on 
the  modification  and  evaluation  of  an  ultraviolet  detector  used  with  a 
glass  or  fused  silica  capillary  column  gas  chromatographic  system.  Pre¬ 
fractionation  schemes,  other  detector  systems,  and  spectrometric  analysis 
methods  were  evaluated  to  determine  their  relative  merits  and  to  supply 
supportive  data. 
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SECTION  II 


TECHNICAL  PROGRAM  SUMMARY 

An  ultraviolet  detector  (UVD)  for  gas  chromatographic  (GC) 
analysis  was  modified  and  evaluated  for  the  determination  of  aromatic 
hydrocarbons  in  aircraft  fuels.  The  instrumentation  consisted  of  a 
Perkin  Elmer  Model  GC-55  ultraviolet  detector  in  which  the  transfer 
line  and  cell  were  replaced  with  ones  designed  for  use  with  capillary 
columns.  A  40  mm  x  1.0  nnn  Internal  diameter  (I.D.)  glass  cell  was  used. 

The  effluent  end  of  a  fused  silica  capillary  column,  which  also  served 
as  the  transfer  line,  was  sealed  into  one  end  of  the  cell.  A  section 
of  fused  capillary  column  sealed  into  the  other  end  of  the  cell  led  to  a  flame 
ionization  detector  (FID).  The  system  was  used  for  the  analysis  of  neat 
fuels  to  obtain  data  from  both  the  UVD  and  FID  simultaneously.  Fifty- 
seven  different  aromatic  components  were  quantified  in  20  fuel  samples 
using  the  GC-UVD. 

The  UVD,  operated  at  208  nm,  was  specific  for  aromatic  compounds. 

No  response  w,'s  obtained  for  saturated  hydrocarbons.  The  detection  limit 
for  benzenes  in  fuels  was  0.01  wt  %  and  the  detection  limit  for  naphthalenes 
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was  0.002  wt  X.  The  linear  range  was  10  .  The- precision  obtained  was 
5  to  lOX. 

A  photoionization  detector  (PID)  was  also  evaluated.  The  PID, 
using  a  9.5-e.v.  source,  was  ten  times  as  sensitive  as  a  UVD  or  FID  for  the 
detection  of  aromatic  hydrocarbons.  The  selectivity  of  the  PID  provided  a 
response  for  aromatic  hydrocarbons  chat  was  only  40  to  200  times  greater  than 
the  response  for  saturated  hydrocarbons.  The  response  was  not  as  linear  as  that 
of  Che  UVD. 

Nitrogen-containing  compounds  in  fuels  were  studied 
using  a  nitrogen-specific  alkali  flame  detector  (AFD) ,  high  performance 
liquid  chromatography  (HPLC) ,  and  combined  gas  chromatography-mass  spec¬ 
trometry  (GC-MS)  of  fractions  obtained  by  acid-base  extraction  and  HPLC. 

A  total  of  145  different  nitrogen-containing  compounds,  primarily 
pyrldlnes  and  quinolines,  were  tentatively  identified  in  one  fuel  sample. 

A  gas  chromatographic  method  involving  the  simultaneous  use  of 
a  UVD,  FID,  and  AFD  was  recommended  as  a  rapid,  inexpensive,  and  highly 
informative  method  for  the  routine  analysis  of  aircraft  fuels. 
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SECTION  III 


TECHNICAL  DISCUSSION 

A.  BACKGOUND 

The  major  emphasis  of  the  program  involved  the  modification  and 
evaluation  of  an  ultraviolet  detector  (UVD)  for  the  gas  chromatographic 
(GC)  determination  of  aromatic  hydrocarbons  in  aircraft  fuels.  The  ob¬ 
jective  was  the  development  of  a  rapid  method  for  the  quantification  of 
Individual  aromatic  components. 

The  use  of  a  GC-UVD  for  the  direct  analysis  of  fuels  and  selective 
determination  of  aromatic  components  was  recommended  by  R.  D.  Butler 
(Reference  9)  of  Wright  Patterson  Air  Force  Base  in  1974.  Some  of  the  GC-UVD 
design  criteria  provided  by  Butler  were  incorporated  into  a  prototype  con¬ 
structed  and  evaluated  by  Hodgson,  Tucker  and  Butler  (Reference  11;  in  1977. 
Concurrently  a  UVD  designed  for  use  in  high  pressure  liquid  chromatography 
(HPLC)  was  modified  by  the  Perkin  Elmer  Corporation  and  offered  for  sale  as 
a  GC-UVD  in  1977.  The  Perkin  Elmer  detector,  Model  GC-55,  was  modified  and 
evaluated  in  this  program. 

In  order  to  identify  the  components  determined  by  a  GC-UVD  method, 
an  independent  qualitative  analysis  method  is  required.  The  method  used  on 
this  program  involved  fractionation  using  adsorption  column  chromatography 
and  analysis  of  the  aromatic  fraction  by  gas  chromatography  coupled  with 
mass  spectrometry  (GC-MS) . 

The  performance  of  other  selective  GC  detectors  was  studied  to 
determine  their  suitability  for  determing  aromatic  components  in  aircraft 
fuels.  One  of  the  other  detectors  studied  was  a  photoionization  detector 
(PID) .  Because  of  the  lower  ionization  potentials  of  aromatic  hydrocarbons 
relative  to  those  of  saturated  hydrocarbons,  the  PID  responds  preferentially 
to  the  aromatic  compounds.  Another  detector  studied  was  an  alkali  flame 
detector  (AFD)  which  is  selective  for  nitrogen-containing  compounds.  Because 
of  the  importance  of  nitrogen-containing  compounds  in  aircraft  fuel  perfor¬ 
mance,  HPLC  and  GC-MS  studies  were  also  conducted  with  these  compounds. 
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B.  FRACTIONATION  USING  ADSORPTION  COLUMN  CHROMATOGRAPHY 


One  approach  to  determining  the  aromatic  compounds  present 
in  an  aircraft  fuel  involves  the  fractionation  of  the  fuel  into  a  non¬ 
aromatic  fraction  and  an  aromatic  fraction  followed  by  analysis  of 
the  aromatic  fraction  using  gas  chromatography  (GC)  or  coupled  gas 
chromatography-mass  spectrometry  (GC-MS).  The  fractionation  can  be 
accomplished  by  using  adsorption  column  chromatography  with  silica 
gel,  alumina,  or  Florisi^S) as  the  absorbent.  The  nonaromatic  or 
saturated  fraction  can  be  eluted  using  a  saturated  hydrocarbon  sol¬ 
vent  such  as  pentane  or  hexane  and  the  aromatic  fraction  can  be  eluted 
using  a  more  polar  solvent  such  as  methylene  chloride,  benzene,  or 
ethyl  ether. 

The  aromatic  fraction  from  aircraft  fuels  cannot  be  concen¬ 
trated  by  solvent  evaporation  in  an  effort  to  increase  the  sensitivity 
of  subsequent  analyses  because  some  of  the  lower-boiling  components, 
such  as  benzene  and  toluene,  would  be  at  least  partially  lost. 

Benzene  would  not  be  suitable  as  an  eluting  solvent  because  benzene 
is  a  component  of  some  aircraft  fuels  and  the  determination  of  small 
amounts  of  benzene  in  the  fuels  is  of  interest. 

The  fractionation  of  a  representative  aircraft  fuel,  a  Syncrude 
Jet  A,  was  studied  using  the  different  absorbents  and  elution  solvents  mentioned 
above.  For  each  column  chromatographic  run,  32  fractions  of  1.5  ml  each  were 
collected  and  transferred  to  2-ml  vials  for  GC  anlaysis.  Each  fraction  was 
analyzed  using  an  SE-30  glass  capillary  column.  The  chromatographic  patterns 
were  entirely  adequate  to  determine  whether  the  components  present  in  the 
fractions  were  saturated  or  aromatic. 

The  results  obtained,  given  in  Table  1,  show  that  methylene  chloride, 
benzene,  and  50%  methylene  chloride  in  petroleum  ether  all  give  a  sharp 
elution  of  aromatic  components  from  saturated  hydrocarbons  when  silica  gel 
is  used.  Further  dilution  of  the  methylene  chloride  or  benzene  with  petroleum 
ether  increases  the  separation  of  saturates  from  aromatics  but  also  broadens 
the  aromatic  fraction.  The  less  polar  mixtures  also  separate  the  alkylbenzenes 
from  the  alkylnaphthalenes  to  some  extenf:  however,  a  complete  separation  is 
not  needed  for  this  program. 
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Florisi^^ can  also  be  used  to  provide  a  complete  separation  of 
saturates  from  aromatics  but  the  separation  is  not  quite  as  sharp.  Other 
eluting  solvents  were  tried  with  Florisi^and  also  with  alumina;  however, 
poor  separations  were  obtained  presumably  because  the  gravity  flow  rates  were 
too  high.  In  order  to  achieve  good  chromatographic  performance  with  the 
column  size  used,  the  flow  rate  should  be  restricted  to  1  to  2  ml/min.  The  gel 
nature  of  silica  gel  automatically  keeps  the  flow  rate  in  this  range. 

The  recommended  fractionation  procedure  selected  as  a  result  of  the 
above  studies  Involves  the  use  of  activated  silica  gel  as  the  adsorbent  and 
the  use  of  n-pentane  and  methylene  chloride  as  the  elution  solvents  for  the 
nonaromatic  and  aromatic  components,  respectively.  The  aromatic  fraction 
obtained  can  be  analyzed  by  GC  or  GC-MS  without  any  further  concentration. 

The  details  of  the  recommended  fractionation  procedure  are  given  in  Appendix  A. 

Five  aircraft  fuels  supplied  by  the  sponsor  were  fractionated  using 
the  procedure  given  .n  Appendix  A.  The  aromatic  fractions  obtained  were 
analyzed  by  GC  and  GC-MS  using  a  30-m  x  0.25-inin  SE-54  glass  capillary  column 
that  achieved  approximately  75»000  theoretical  plates.  The  column  oven 
temperature  was  programmed  from  0  to  200'’C  at  2  degrees  per  minute. 

The  individual  aromatic  components  in  the  samples  were 
tentatively  identified  on.tne  basis  of  their  mass  spectra  and  retention 
times.  The  GC-MS  total  ion  chromatogram  from  the  aromatic  fraction  of 
a  sample  of  JP-4/ aromatic-solvent  blend,  which  contained  most  of  the 
components  present  in  all  five  jet  fuel  samples  studied,  is  given  in  Figure  1. 
The  mass  spectral  identifications  or  tentative  identificetions  of  94  components 
found  in  JP-4 /aromatic-solvent  blend  are  given  in  Table  2. 

Gas  chromatograms  of  the  aromatic  fractions  from  the  five 
fuel  samples  studied  are  shown  in  Figures  2  to  6.  The  component 
identifications  are  those  given  in  Table  2.  This  information  was  used 
subsequently  for  the  tentative  identifications  of  aromatic  components 
in  neat  fuel  samples  detected  by  GC  analysis  using  an  ultraviolet 
detector. 
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TABLE  2.  TENTATIVE  IDENTIFICATION  OF  AROMATIC 
HYDROCARBONS  IN  AIRCRAFT  FUELS 


GC 

Peak 

No. 

Tentative  Identification 

GC 

Peak 

No. 

Tentative  Identification 

1. 

Toluene 

48. 

Cg-Benzene 

2. 

Ethylbenzene 

49. 

C2-Indane 

3. 

m  &  p-Xylene 

50. 

C2-Indane 

4. 

o-Xylene 

51. 

C2-Indane 

5. 

Isopropylbenzene 

52. 

C 2- Indane 

6. 

Propylbenzene 

53. 

Cg-Benzene 

7. 

l-Ethyl-4-methylbenzene 

54. 

2-Methylnaphthalene 

8. 

1,3, 5-Trimethylbenzene 

55. 

1-Methylnaphthalene 

9. 

l~Ethyl-2-methylbenzene 

56. 

Cg-Benzene 

10. 

1 , 2 ,4-Trimethylbanzene 

57. 

C^-Indane 

11. 

Isobutylbenzene 

58. 

C3- Indane 

12. 

sec-Butylbenzene 

59. 

C 3- Indane 

13. 

1,2, 3-Trimethylbenzene 

60. 

C3-Indane 

14. 

1-Methy 1-4-isopropylbenzene 

61. 

Biphenyl 

15. 

1-Methy 1-2-isopropylbenzene 

62. 

2-Ethylnaphthalene 

16. 

Indane 

63. 

1-Ethylnaphthalene 

17. 

1-Methy 1-3-propylbenzene 

64. 

2 , 6-Dime thy Inaphthalene 

18. 

1-Methy 1-4-propylbenzene 

65. 

1 , 3-Dimethy Inaphthalene 

19. 

1 , 3-Diinethy  1-5-ethylbenzene 

66. 

1 , 6-Dimethylnaphthalene 

20. 

1-Methy 1-2-propylbenzene 

67. 

2 , 3-Dime thy Inaphthalene 

21. 

1 , 4-Ditnethyl- 2-ethylbenzene 

68. 

1 ,4-Dimethy Inaphthalene 

22. 

1 , 3-Diraethy 1-4-ethylbenzene 

69. 

1 , 2-Dimethy Inaphthalene 

23. 

1 , 2-Dimethyl-4-ethylbenzene 

70. 

Acenaphthene 

24. 

Cj-Benzene 

71. 

Methylbiphenyl 

25. 

C5-Benzene 

72. 

C3-Naphthalene 

26. 

C5-Benzene 

73. 

C3-Naphthalene 

27. 

1 , 2-Dimethy 1-3-ethylbenzene 

74. 

C3-Naphthalene 

28. 

1,2,4, 5-Tetraniethylbenzene 

75. 

C3-Naphthalene 

29. 

Methy lindane 

76. 

C3-Naphthalene 

30. 

C^-Benzene 

77. 

C^-Naphthalene 

31. 

C5-Benzene 

78. 

C3-Naphthalene 

32. 

1,2,3, 4-Tetramethylbenzene 

79. 

C^-Naphthalene 

33. 

C5-Benzene 

80. 

C3-Naphthalene 

34. 

C5-Benzene 

81. 

C^-Naphthalene 

35. 

C5-Benzene 

82. 

C3-Naphthalene 

36. 

C5-Benzene 

83. 

C2-Biphenyl 

37. 

C5-Benzene 

84. 

C2-Biphenyl 

38. 

C5-Benzene 

85. 

C^-Naphthalene 

39. 

Naphthalene 

86. 

C2-Biphenyl 

40. 

C5-Benzene 

87. 

C^-Biphenyl 

41. 

Cj-Benzene 

88. 

C^-Naphthalene 

42. 

Cj-Benzene 

89. 

C4-Naphthalene 

43. 

C5-Benzene 

90. 

C^-Naphthalene 

44. 

Cj-Benzene 

91. 

C^-Naphthalene 

45. 

Cj-Benzene 

92. 

C^-Naphthalene 

46. 

Cg-Benzene 

93. 

C3-Biphenyl 

47. 

Cg-Benzene 

94. 

C3-Biphenyl 
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Figure  4.  FID  Gas  Chromatogram  of  the  Aromatic  Fraction  of  Specification 


ULTRA-VIOLET  DETECTOR  STUDIES 


1.  Literature  Search 

Computerized  literature  searches  were  made  of  Chemical  Abstracts 
sources  for  1972  to  1981,  Defense  Documentation  Center  sources  for  1952 
to  1981,  and  National  Technical  Information  Service  sources  for  196A  to 
1981.  The  searches  covered  gas  chromatography  combined  with  ultraviolet 
detection.  The  pertinent  references  obtained  are  given  on  pages  83-85  in 
chronological  order  with  a  brief  description. 

Several  approaches  to  the  problem  of  UV  detection  of  GC  ef¬ 
fluents  involved  scrubbing  the  effluent  with  a  solvent  and  analyzing 
the  solvent  using  a  liquid  flow-through  cell  and  a  UV  detector  designed 
for  HPLC  work  (References  3,  6,  7,  and  17).  Other  workers  trap  fractions 
sequentially  eluted  from  a  GC  column  and  analyzed  the  fraction  by  con¬ 
ventional  UV  spec trophotome trie  methods  (References  8,  13,  and  14).  The 
first  direct  GC-UVD  studies  were  reported  in  1963  and  involved  packed 
columns  with  relatively  large  cell  volumes  (References  1  and  2) .  The  use 
of  a  vapor  phase  fluorescence  detector  and  a  second  derivative  UV  detector 
using  relatively  large  cell  volumes  have  also  been  reported  (References 
4  and  10) . 

The  initial  impetus  for  the  design  of  a  GC-UVD  system  suitable 
for  the  direct  selective  determination  of  aromatic  hydrocarbons  in  jet 
fuels  was  provided  by  the  design  criteria  of  Butler  at  Wrlght-Patterson 
Air  Force  Base  in  1974  (Reference  9).  A  prototype  GC-UVD  was  constructed 
and  evaluated  by  Hodgson,  Tucker,  and  Butler  (Reference  11) .  Concurrently 
an  HPLC-UV  detector  was  modified  by  The  Perkin-Elroer  Corporation  for  use 
as  a  GC  detector  and  offered  for  sale  in  1977.  Perkin-Elmer ,  in  coopera¬ 
tion  with  Novotny  and  Schwende  at  Indiana  University  published  two  reports 
on  the  application  of  the  detector  (References  15  and  16) .  The  use  of  a 
GC-UVD  for  the  determination  of  aromatic  hydrocarbons  in  jet  fuels  has 
also  been  reported  by  Russian  workers  (Reference  12) . 


2.  Objective 


The  objective  of  the  ultraviolet  detector  studies  was  the  optimi¬ 
zation  of  a  workable  ultraviolet  detector  for  gas  chromatography  that  would 
meet  or  exceed  the  following  specif Icatlohs. 

1.  Sensitivity  -  sufficient  to  detect  0.01  weight  percent  of 
toluene  In  an  Injected  sample  when  used  with  an  open- 
tubular  capillary  column. 
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2.  Linear  dynamic  range  -  10 

3.  Wavelength  range  -  manually  tunable  from  220  to  650  nm. 

4.  Wavelength  accuracy  -  +  1  nm 

5.  Wavelength  repeatability  -  +  0.5  nm 

6.  Temperature  control  -  variable  from  ambient  to  300®C, 
accurate  to  +  1*C. 

7.  Output  level  ind  stability  -  suitable  for  interfacing 
with  standard  laboratory  recorders,  integrators,  and 
on-line  data  processors. 

8.  Micro-volume  flow  cell  -  readily  accessible  for  cleaning 
and/or  replacement  without  difficult  realignment;  con¬ 
structed  of  chemically  Inert  materials. 

9.  Dead  volume  -  minimum  to  guarantee  efficient  connection 
to  open  tubular  capillary  columns. 

10.  Safety  -  no  hazards  when  operated  properly. 

3.  Instrument  Modifications 

A  Perkin-Elmet  GC-55  ultraviolet  detector  was  purchased  for  eval¬ 
uation  as  a  gas  chromatographic  detector  that  would  selectively  detect 
aromatic  hydrocarbons  In  aircraft  fuels.  The  GC-55  uses  a  grating  spec¬ 
trophotometer  with  a  deuterium  arc  source  that  gives  a  2  mm  x  6  mm 
Image.  The  detector  meets  the  wavelength  range,  wavelength  accuracy,  wave¬ 
length  repeatability,  temperature  control,  and  output  level  and  stability 
specifications  listed  above.  The  detector  was  supplied  wich  a  1.2  n  x 
1.0  mm  I.D.  stainless  steel  transfer  line  and  a  2.4  ns  I.D.  x  1-cm  staln- 
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less  Steel  flow-through  cell  having  a  volume  of  A5  ul.  The  detector  is 
designed  for  use  with  packed  GC  columns.  Modifications  were  made  in  the 
transfer  line  and  cell  in  an  effort  to  maximize  the  detector  sensitivity 
for  use  with  high-resolution  glass  or  fused  silica  capillary  columns.  The 
modifications  resulted  in  a  system  that  was  capable  of  detecting  0.01 
weight  percent  of  toluene  and  0.002  weight  percent  of  naphthalene  in  an 
injected  fuel  sample.  The  modifications  also  permitted  a  flame  ioniza¬ 
tion  detector  to  be  connected  in  series  with  the  ultraviolet  detector 
without  any  loss  of  chromatographic  resolution. 

The  sensitivity  of  an  ultraviolet  detector  is  directly  related  to 
the  concentration  of  the  analyte  in  the  cell  and  the  path  length  of  the 
light  passing  through  the  cell.  The  concentration  of  the  analyte  in  the 
cell  is  related  to  the  width  of  the  GC  peak  and  the  volume  of  the  cell. 

The  cell  volume  should  be  such  that  it  can  be  completely  filled  by  that 
portion  of  an  eluting  GC  peak  that  has  a  height  of  at  least  half  the 
maximum  peak  height.  This  maximum  cell  volume  can  be  calculated  by 
multiplying  the  carrier  gas  flow  rate  by  the  peak  width  at  half  height. 
Thus,  if  the  carrier  gas  flow  were  1.2  ml/min  and  the  peak  width  at  half 
height  were  2.0  seconds,  the  cell  volume  should  be  no  greater  than  AO  ul. 
The  cell  width  or  path  length  should  be  as  long  as  possible.  However, 
with  a  given  maximum  cell  volume  established,  a  longer  path  length  re¬ 
quires  a  smaller  cell  diameter.  The  smaller  the  cell  diameter  the  more 
difficult  it  is  to  focus  an  adequate  amount  of  radiation  through  the  cell. 
A  practical  minimum  cell  diameter  for  use  with  the  GC-55  optics  was  found 
to  be  about  1.0  mm  when  a  cell  length  of  A  cm  was  used.  These  dimensions 
give  a  cell  volume  of  31  ul. 

In  order  to  retain  as  much  of  the  resolving  ability  of  a  capillary 
column  as  possible  it  is  necessary  to  minimize  any  dead  volume  in  the 
system.  One  approach  is  the  use  of  makeup  gas  to  sweep  the  GC  effluent 
through  the  cell  more  quickly;  however,  the  sensitivity  obtained  is  de¬ 
creased  by  the  dilution  that  occurs.  Instead  of  using  makeup  gas,  the 
dead  volume  was  minimized  by  eliminating  the  use  of  a  union,  by  decreasing 
the  diameter  of  the  transfer  line  and  by  using  a  small  diameter  cell. 

Because  of  concern  about  possible  adsorptive  effects  of  stainless 
steel  that  might  lead  to  peak  tailing,  all  contact  of  the  sample  with 
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stainless  steel  was  eliminated.  An  all-glass  cell  having  an  Internal  di¬ 
meter  of  1.0  mm  and  a  length  of  40  mm  was  fabricated  from  heavy-wall 
boros illcate  glass  capillary  tubing.  Inlet  and  exit  holes  were  drilled 
into  each  end  of  the  cell  at  an  angle  using  an  ultrasonic  technique.  A 
30-m  X  0.25-inm  I.O.  SE-30  fused  silica  capillary  column  was  used  for  the 
6C  column.  The  effluent  end  of  the  fused  silica  column  served  as  the 
transfer  line  and  was  attached  to  the  inlet  end  of  the  glass  cell  using 
silicone  sealant.  A  section  of  fused  silica  capillary  was  similarly 
sealed  Into  the  exit  end  of  the  glass  cell  and  attached  to  a  flame  ioni¬ 
zation  detector  (FID)  by  means  of  a  tee  that  permitted  the  required  flow 
of  makeup  gas  to  be  introduced. 

Quartz  windows  were  fitted  onto  each  end  of  the  cell  and  silicone 
gaskets  were  used  to  prevent  leakage.  A  heated  aluminum  block  cell  holder 
was  designed  that  would  permit  the  cell  to  be  moved  in  any  direction  for 
alignment  purposes.  A  drawing  of  the  cell  assembly  and  cell  holder  is 
given  in  Figure  7.  A  1-ln.  x  1/4- in.  O.D.  cartridge  heater  was  used  to 
heat  the  block.  The  block  was  encased  with  1/2-in.  Fiberfra:^  for  thermal 
insulation.  The  fused  silica  capillaries  extending  from  the  GC  oven  to 
the  cell  and  from  the  cell  to  the  flame  ionization  detector  were  passed 
through  a  3/16-ln.  copper  tube  that  was  heated  with  a  chromel-alumel 
heater  and  Jacketed  with  asbestos  for  thermal  insulation. 

The  completed  assembly  had  no  significant  dead  volume  or  absorp¬ 
tive  sites.  No  detectable  loss  of  chromatographic  resolution  occurred 
between  the  ultraviolet  detector  and  the  flame  ionization  detector  oper¬ 
ated  in  series. 

The  flexibility  of  the  fused  silica  capillary  tubing  used  imparts 
a  reasonable  degree  of  ruggedness  to  the  installed  cell  assembly.  The 
assembly  of  the  cell  is  not  complicated  but  must  be  done  carefully.  In¬ 
structions  for  assembling  and  aligning  the  cell  are  given  in  Appendix  B. 

4.  Response  Versus  Wavelength 

The  ultraviolet  detector  response  obtained  for  an  aromatic  hydro¬ 
carbon  is  directly  proportional  to  the  absorptivity  or  extinction  coefficient 
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at  the  particular  wavelength  used.  Although  very  little  information  is 
available  on  the  gas-phase  ultraviolet  absorption  spectra  of  the  compounds 
of  Interest,  solution-phase  spectra  have  been  compiled  and  should  serve  as 
useful  guides  in  the  selection  of  an  optimum  wavelength.  The  two  major 
classes  of  aromatic  hydrocarbons  in  aircraft  fuels  are  benzenes  and  naph¬ 
thalenes.  In  general  the  extinction  coefficients  for  naphthalenes  are 
about  ten  times  greater  than  those  for  benzenes.  The  ultraviolet  absorption 
spectra  for  l,2,A-trimethylbenzene  and  naphthalene  in  hexane  are  shown  in 
Figures  8  and  9,  respectively.  Although  aromatic  compounds  are  frequently 
monitored  at  254  no,  it  is  apparent  from  the  spectra  that  greater  sensitivity 
should  be  achievable  at  200-220  nm. 

A  systematic  study  was  made  of  the  ultraviolet  detector  response 
of  22  aromatic  hydrocarbons  over  the  range  of  208  nm  to  260  no  at  4  no 
intervals.  A  30  m  x  0.25  mo  I.D. ,  SE-30  WCOT  glass  cai)lllary  column  was 
used  for  this  study.  The  compounds  were  dissolved  in  petroleum  ether 
and  2  yl  was  injected  using  a  split  ratio  of  10:1.  The  column  temperature 
was  programmed  from  40  to  200*C  at  4®C  per  minute.  The  results  are  given 
in  Table  3.  All  runs  were  made  in  duplicate  several  days  apart.  The  ab¬ 
solute  responses  from  the  duplicate  runs  usxially  agreed  within  20%.  The 
relative  responses  geii.^.rally  agreed  within  10%.  All  relative  responses 
are  relative  to  that  of  fn  equal  weight  of  1,2,4-trimethylbenzene  at  208  nm. 

The  variations  of  response  versus  wavelength  are  shown  graphically 
for  some  of  the  representative  hydrocarbons  in  Figure  10.  Although  the 
response  for  some  of  the  compounds,  e.g.  2,6-dioethylnaphthalene  and  phen- 
anthrene,  is  greater  at  various  wavelengths  higher  than  208  nm,  the  pre¬ 
dominant  aromatic  hydrocarbons  in  jet  fuel,  namely  the  alkylbenzenes,  are 
best  detected  at  208  no.  In  order  to  avoid  possible  interference  from 
nonaromatic  compounds,  lower  wavelengths  were  not  used.  A  wavelength  of 
208  no  was  selected  for  subsequent  evaluations.  Gas  chromatograms  of  the 
standard  mixture  at  three  representative  wavelengths  are  given  in  Figures 
11  to  13. 
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Figure  8.  UV  Spectrum  of  1, 2,4-Trlraethylbenzene  in  Hexane  (From  UV 
Atlas  of  Organic  Compounds,  Plenum  Press,  N.Y.) 
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Figure  12.  Gas  Chromatogram  of  a  Standard  Mixture  of  Aromatic 

Hydrocarbons  Using  a  UVD  at  236  nm.  (See  Table  3  for 
identification  of  numbered  peaks)  . 


Figure  13.  Gas  Chromatogram  of  a  Standard  Mixture  of  Aromatic 

Hydrocarbons  Using  a  UVD  at  260  nm.  (See  Table  3  for 
identification  of  numbered  peaks) 


5.  Response  Versus  Concentration 


The  response  characteristics  of  five  aromatic  hydrocarbon  reference 
compounds,  namely  toluene,  o-xylene,  1,2,4-trlmethylbenzene  (pseudocumene) , 
1,2,4,5-tetramethylbenzene  (durene),  and  naphthalene,  vere  studied  using 
the  same  conditions  as  described  for  the  response  versus  wavelength  studies. 

The  compounds  were  dissolved  in  petroleum  ether  in  concentrations  ranging 

from  O.OOlwt  %  to  1.0  wt  %.  The  lower  concentration  was  dictated  by  the  detection 

limit  achievable  and  the  upper  limit  was  dictated  by  the  capacity  of  the  GC 
capillary  column. 

The  response  obtained  was  found  to  be  linear  in  all  cases  as 
indicated  by  a  slope  of  1.0  for  the  log-log  plots  of  response  versus 
concentration.  Representative  plots,  those  for  o-xylene  and  naphthalene, 
are  given  in  Figures  14  and  15. 

Data  obtained  from  the  analysis  of  neat  fuels,  described  on 
page  40,  has  shown  that  the  detector  can  become  saturated  at  very  high 
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levels.  The  linear  range  of  the  detector  is  approximately  10  . 

6.  Precision 

The  precision  of  retention  times  and  detector  response  was  deter¬ 
mined  using  ten  different  reference  compounds,  six  benzenes  and  four 
naphthalenes.  The  detector  response  was  measured  as  the  response  factor 
relative  to  an  internal  standard,  p-fluorotoluene,  using  peak  height  data. 

Because  of  the  complexity  of  most  fuel  samples,  many  of  the  GC  peaks  have 
shoulders  caused  by  the  presence  of  unresolved  minor  components.  Conse¬ 
quently  quantification  based  on  peak  heights  is  considered  more  reliable 
than  that  based  on  area  measurements. 

Six  different  calibration  solutions  prepared  in  hexane  were  studied 
covering  the  range  of  10  to  450  yg/ml  for  the  benzenes  and  1  to  45  wg/ml 
for  the  naphthalenes.  A  narrow-bore  (0.25  mm)  SE-30  fused  silica  capillary 
column  was  used  with  a  2  yl  injection  and  a  10:1  split.  Four  to  eight 
replicates  were  analyzed  at  each  concentration  level  which  represented  a 
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tocal  of  32  runs.  The  response  factor  data  obtained  are  given  In  Table  A. 

The  precision  data  are  summarized  in  Table  5  along  with  the  average  retention 
times  and  response  factors  for  the  32  runs. 

The  retention  times  were  highly  reproducible,  generally  to  within  a 
few  seconds,  and  gave  relative  standard  deviations  of  a  few  tenths  of  a  per¬ 
cent  in  most  cases.  The  response  factors  gave  relative  standard  deviations 
of  1  to  20  percent  at  the  different  levels  with  the  higher  values  occurring 
at  the  lower  concentration  levels.  The  relative  standard  deviation  of  the 
weighted  average  response  factors  over  the  entire  concentration  range  varied 
from  5.8  to  17.1  percent  which  indicated  some  degree  of  linearity  but  less 
than  desired.  A  portion  of  the  variation  may  have  been  caused  by  variations 
in  the  Injector  discrimination  at  various  concentration  levels  rather  than 

by  variations  in  the  detector  response.  The  use  of  an  on-column  injector 
for  capillary  work  would  be  required  to  eliminate  injector  discrimination. 

Precision  data  at  a  single  concentration  level,  2.0  wt  %  for 
benzenes  and  0.2  wt  %  for  naphthalenes,  were  also  obtained  using  a 
calibration  solution  prepared  in  a  nonaromatic  fuel  (Garrett  Jet  A,  from 
Exxon  Program,  1976).  For  these  analyses  a  wide-bore  (0.32  mm)  SE-30  fused 
silica  capillary  column  was  used  with  a  1-ul  Injection  and  a  100:1  split.  The 
retention  time  and  response  factor  data  obtained  are  given  in  Table  6  along 
with  data  obtained  at  a  comparable  concentration  level  using  a  calibration 
solution  prepared  in  hexane.  The  retention  time  precision  ranged  from  0.1  to 
0.17,  and  the  response  factor  precision  ranged  from  1  to  10%.  In  general  the 
precision  obtained  using  hexane  solutions  was  better  than  that  obtained  using 
a  neat  fuel.  The  higher  split  ratio  required  for  the  injection  of  a  neat  fuel 
very  likely  had  an  adverse  affect  upon  the  precision. 

7.  U\T)/FID  Studies 

The  nondestructive  nature  of  the  UVD  permits  other  detectors  to 
be  used  satisfactorily  in  series  with  it.  As  described  in  the  section  on 
Instrument  modifications  on  page  17,  the  exit  end  of  the  UV  detector  cell 
was  connected  in  series  with  a  flame  ionization  detector  via  a  heated  fused 
silica  capillary  transfer  line.  Makeup  gas  for  the  FID  was  Introduced  con- 
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and  naphthalenes  were  present  at  concentrations  of  2,0  wt  %  and 
respectively. 


centrically  around  the  exit  end  of  the  transfer  line  and  eliminated  any  dead 
volume  at  the  connection.  Peak  width  measurements  showed  that  there  was  no 
detectable  loss  of  chromatographic  performance  between  the  UVD  and  the  FID. 

When  the  FID  was  used  in  series  with  the  UVD  for  the  GC  analysis  of 
hexane  solutions  of  fuels,  many  of  the  lower-boiling  components  could  not  be 
detected  by  the  FID  because  of  interference  from  the  solvent  peak.  However, 
when  injection  of  a  neat  fuel  was  used,  all  major  components  could  be  readily 
detected  by  the  FID.  GC-FID  chromatograms  are  shown  in  Figures  16  to  19  along 
with  the  GC-UVD  chromatograms  obtained  simultaneously  during  analysis  of 
several  representative  fuel  samples. 

8.  Analysis  of  Aircraft  Fuels 

Twenty  fuel  samples  submitted  by  WPAFB  were  analyzed  by 
GC-UVD,  using  the  system  described  above,  to  determine  the  amounts  of  the 
major  individual  aromatic  hydrocarbons  present.  A  description  of  the 
samples  is  given  in  Table  7.  The  fuels  were  diluted  with  n-hexane  and 
spiked  with  p-f luorotoluene  as  an  internal  standard  to  give  solutions 
containing  10  mg  of  fuel  and  250  yg  of  p-fluorotoluene  per  ml.  The  inter¬ 
nal  standard  level  in  the  fuel  was  therefore  250  wg/10  mg  or  2.5  g/lOOg. 
Phenanthrene  was  added  as  a  performance  standard  at  a  level  of  200  yg/ml. 

The  following  GC  conditions  were  used: 

Gas  Chromatograph 
Automatic  injector 
Sample  volume 
Injector  temperature 
Transfer  line  temperature  — 

Detector  temperature 
Column  — 

Column  temperature 

Carrier  gas 
Detector  wavelength 
Data  system 


Varlan  Model  2740 

Hewlett  Packard  Model  7670A 

2  yl,  10:1  split 

200*C 

200*C 

200 ’C 

30-m  X  0.25-mm  SE-30  fused  silica 

programmed  from  30®C  to  200®C  at 
4*C/mlnute 

hydrogen  at  50  cm/sec 
208  nm 

Computer  Inquiry  Systems  CIS-CALS 
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Figure  17.  GC-FID  and  GC-UVD  Chromatograms  Obtained  Simultaneously  From 
Analysis  of  Fuel  Sample  VN-80-41. 
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Figure  19.  GC-FID  and  GC-UVD  Chromatograms  Obtained  Simultaneously  From 
Analysis  of  Fuel  Sample  Vll-80-56. 
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TABLE  7.  FUEL  SAMPLES  SUPPLIED  TO  BATTELLE  BY  AFWAL/POSF 


Sample  No. 

Description 

VN-80-39 

Xylene  Bottoms  (Alkylbenzenes) 

VN-80-40 

2040  Solvent  (Alkylnaphthalenes) 

VN-80-A1 

JP-4  Fuel  lA 

VN-80-47 

JP-8  -  2040  Solvent  Blend 

VN-80-48 

JP-4  -  2040  Solvent  Blend 

VN-80-50 

JP-4  -  Xylene  Bottoms  Blend 

VN-80-52 

JP-4  -  Xylene  Bottoms  -  GMSO*  Blend 

VN-80-56 

JP-8  Fuel  2B 

VN-80-59 

Diesel  Fuel 

VN-80-60 

Diesel  -  2040  Solvent  Blend 

VN-80-61 

Shale  JP-4  Fuel  15B 

VN-80-62 

Shale  JP-8 

VN-80-67 

Shale  JP-4  (HRI) 

VN-80-68 

JP-4  (P&W) 

VN-80-69 

JP-5  (GE  T-13) 

VN-80-70 

JP-5  (F-1) 

VN-80-71 

ERBS  Blending  Stock 

VN-80-72 

ERBS  Fuel  3B 

VN-80-73 

ERBS  Blend  (3B-11.8) 

VN-80-74 

ERBS  Blend  (3B-12.3) 

*  GMSO  -  Gulf  Mineral  Seal  Oil. 
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All  analyses  were  performed  in  triplicate.  A  standard  solution  was  analyzed 
after  each  five  samples.  The  data  obtained  were  included  in  the  precision 
data  presented  above.  The  estimated  detection  limits  for  benzenes  and  naph¬ 
thalenes  were  10  ug/ml  cf  solution  and  2  pg/ml,  respectively.  Since  the 
solutions  contained  1  wt  2  of  fuel  in  hexane,  these  detection  limits  correspond 
to  0.1  wt  %  and  0.02  wt  Z  in  the  fuel,  respectively. 

A  total  of  57  components  were  quantified  in  the  various  fuels.  The 
tentative  identification  of  the  components  was  based  upon  the  GC  pattern  and 
the  data  obtained  from  the  GC-MS  analysis  of  aromatic  fractions  separated  by 
adsorption  column  chromatography.  The  identifying  numbers  assigned  to  the 
components  are  the  same  as  those  reported  in  Table  2.  A  listing  of  the 
57  components  and  the  response  factors  used  for  their  quantification  is 
given  in  Table  8. 

The  aromatic  hydrocarbon  composition  of  the  20  fuel  samples,  re¬ 
ported  as  four  sets  of  five  samples  each,  are  presented  in  Tables  Cl  to  C4 
in  Appendix  C  .  The  standard  deviations  calculated  from  the  triplicate  data 
are  included.  Representative  chromatograms  for  each  of  the  20  fuel  samples 
are  given  in  Figures  C-1  to  C-20  in  Appendix  C. 

Eight  of  the  above  fuel  samples  were  also  analyzed  by  GC-UVD  by 
Injection  of  the  neat  fuels.  For  these  analyses  a  wide-bore  SE-30  fused 
silica  column  was  used,  0.32  mm  I.D.  instead  of  0.25  iron  I.D.  An  injector 
temperature  of  250*’C  and  a  1-ul  injection  with  a  100:1  split  was  used.  All 
other  GC  operating  conditions  were  the  same  as  those  listed  above. 

p-Fluorotoluene  was  added  to  each  fuel  sample  as  an  Internal 
standard  at  a  level  of  2.0  wt  2.  Phenanthrene  was  added  as  a  reference 
compound  at  a  level  of  0.7  wt  2.  Three  replicate  analyses  were  performed 
with  each  sample.  A  standard  mixture  was  analyzed  after  every  fifth  sample. 

The  standard  mixture  contained  five  benzenes  at  a  level  of  2.0  wt  %  and 
three  naphthalenes  at  a  level  0.2  wt  2  in  a  nonaromatic  fuel.  The  data 
obtained  from  the  standard  were  Included  in  the  precision  data  presented 
above.  The  response  factors  obtained  from  the  standard  and  used  for  the 
quantifications  are  Included  in  Table  8.  The  estimated  detection  limits  for 
benzenes  and  naphthalenes  in  the  fuels  were  0.01  wt  2  and  0.002  wt  2, 
respectively.  These  detection  limits  were  ten-fold  lower  than  those  obtained 


40 


table  8.  RESPONSE  FACTORS  USED  FOR  QUANTIFICATION  OF 
AROIIATIC  HYDROCARBONS  DETERMINED  IN 
aircraft  fuels  by  CC-UVD 


GC 

No.(-‘^ 


Tentative  Identification 


(b) 


Response  Factor^^^  Used  for  Quantification  In 
CC-UVD  Analysis  UslnR  Given  Solvent 
Hexane  Nonaromntlc  Fuel 


0 

Benzene 

(d) 

0.41 

1 

Toluene 

1.64 

1.23 

2 

Ethylbenzene 

1.54 

1.23 

3 

m  &  p-Xvlene 

1.54 

1.14 

4 

o-Xylene 

1.64 

1.24 

5 

Isopropylbenzene 

1.54 

1.24 

6 

Propylbenzene 

1.54 

1.24 

7 

l-Ethyl-4-inethylbenzene 

1.00 

1.24 

s 

1,3, 5-Trlmet  hvl benzene 

1.00 

1.24 

9 

l-Echyl-2-methylbenzene 

1.33 

1,24 

10 

1,2,4-Trioethylbenzene 

1.32 

1.24 

1.24 

13 

1,2, 3-Trinethylbenzene 

1.54 

15 

l-Methv 1-2- Isopropylbenzene 

1.54 

1.24 

15 

Indane 

1.54 

1.24 

17 

l-Methvl-3-propylbenzene 

1.54 

1.24 

18 

l-Hcchvl-4-propylben2ene 

1.22 

1.24 

19 

l,3-Dlmethyl-5-etbylbenzcne 

1.22 

1.24 

20 

l-MeChyl-2-propylb€n2ene 

1.22 

1-24 

li 

l,3-Dxmethyl-2-ethvlbenzcne 

1.22 

1.24 

22 

l,3-Dlinathvl-4-ethylbenzcne 

1.22 

1.24 

23 

1 ,2-Ditneth''l-4-ethvlben2cne 

1.22 

1.24 

24 

C^'Benzene 

1.22 

1.24 

25 

Cs-Benzene 

1.22 

1.24 

27 

l,2-0imetlivl-3-ctlwlbenzene 

1.22 

1.24 

23 

1,2,4, S-Tetramethvlbenzene 

1.47 

1.06 

29 

^{ethvlLlldanc 

1.47 

1.06 

31 

C5'*Benzene 

1.47 

1.06 

32 

1 ,2, l.A-Tccrnmethvlbenzene 

1.47 

1 .06 

33 

C 5- Benzene 

1.47 

1.06 

14 

Cj-Benzeno 

1.47 

1.05 

39 

Naphtha leno 

8.33 

8.13 

40 

Cj-Uenzene 

8.33 

1 .06 

42 

C^-Oenzcne 

C^-Ben.t'no 

8.33 

1.05 

44 

8.33 

1.05 

47 

C^-Bonzcnc 

8.33 

1 .06 

49 

C »-  Indaiu* 

8.33 

i  .06 

30 

C  ■7- Indane 

8.33 

1.05 

)4 

2-Methvlnaphthaieno 

5.55 

5.99 

55 

1-Mcthvlnaphthai«ne 

5.55 

5.99 

50 

(,,  -Benzene 

5.55 

5.99 

52 

2-F.tiivlnaphthalene 

5.55 

5.99 

54 

2 ,0-()imethvlnaphtlnlone 

5,56 

5.99 

0'l 

\ ,  )-|}icnethvlnaphthalene 

5.55 

5.99 

ft  7 

2 ,  J-l)imctl)vlnapl)thalone 

4.75 

7.25 

09 

1 , 2-l)lmothv  Inaphchalcne 

4.76 

7.25 

71 

Moths ibiphenv  1 

4,7ft 

7.25 

73 

C j-Naphchalene 

Cj-Naphtluilcne 

4.76 

7.25 

77 

4.76 

7.25 

78 

Cj-NaphChalene 

4.7o 

7.25 

79 

0  j-N.iphtha  IciK' 

4.76 

7.25 

«U 

C  j-N.»phtlialone 

Cj-NaplUhalenc 

4.70 

7.25 

81 

4.70 

7.25 

82 

C ^-Naphtha  lone 

C2“8iphenv  1 

4,55 

7.25 

84 

4.35 

7.25 

89 

(.^-Naphthalene 

4.55 

7.25 

90 

C; -Naphtha  lone 

4.55 

7.25 

91 

(^^-Naphehaieno 

•  4.55 

7.25 

92 

(^^-Naphclialene 

4.55 

7.25 

(.i3 

l*eak  number  a'ss i^nmentN  are  those  used 

in  I'iK'ire  1 

and  Table  2. 

(bl 

Based  on  (.('-MS  studios  of  aromatic  trattiouH  obtained  bv  .idsorptlon 
chromatoKr.iphv. 

column 

(c> 

(d) 

The  response  J actors  (kF)  are  based  on 
peak  height  oi  p-f luorotolueno  used  an 

Not  quantlilod. 

peak  heiKht 
•in  Internal 

of  the  compound 
standard. 

relative 
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from  the  analysis  of  hexane  solutions.  The  lower  detection  limits  were  pos¬ 
sible  because  the  wider-bore  column  permitted  the  Injection  of  a  larger  sample 
amount  and  because  a  better  shielding  of  the  detector  from  stray  light  permitted 
greater  detector  stability  to  be  achieved.  In  many  cases,  however,  these  lower 
detection  limits  could  not  be  realized  because  of  interference  from  numerous 
minor  components  in  a  fuel.  In  such  cases  the  higher  detection  limits  were 
reported. 

The  aromatic  hydrocarbon  composition  of  the  eight  fuel  samples, 
reported  as  two  sets  of  four  samples  each,  are  presented  in  Tables  C-5 
and  C-6  in  Appendix  C.  The  standard  deviations  calculated  from  the  trip¬ 
licate  data  are  included.  Representative  chromatogrsuns  for  each  of  the  8 
fuel  samples  are  given  in  Figures  C-21  to  C-28  in  Appendix  C. 

The  data  obtained  from  the  analysis  of  neat  fuels  often  agreed 
with  that  obtained  from  the  analysis  of  hexane  solutions  and  at  other 
times  differed  by  as  much  as  a  factor  of  two  or  more.  A  representative 
comparison,  based  on  the  data  from  VN-80-40,  is  given  in  Table  9.  Part  of 
the  differences  may  result  from  injector  discrimination  and  part  may  re¬ 
sult  from  the  use  of  different  reference  compounds  for  estimating  response 
factors.  In  some  cases  the  levels  determined  from  the  analysis  of  neat 
fuels  were  so  hig.i  they  were  outside  the  linear  range  of  the  detector.  The 
analytical  precision  was  good  for  both  methods;  the  relative  standard 
deviation  was  generally  less  than  10%  and  frequently  less  than  5%.  It  is 
expected  that  reliable  quantitative  data  can  be  achieved  by  either  method 
if  reference  samples  are  obtained  for  each  compound  of  interest  and  cali¬ 
bration  curves  are  prepared  over  the  entire  concentration  range  of  interest. 

The  injected  amount  would  need  to  be  reduced  if  necessary  to  avoid  detector 
saturation. 

D.  PHOTOIONIZATION  DETECTOR  STUDIES 

A  photoionization  detector  (PID),  HNU  Systems  Model  PI-52,  which 
featured  special  seals  for  high  temperature  operation  and  low  dead  volume  for 
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Peak  Amount  Found,^^^  g/100  g.  Using  Given  Method 

No.^^^  Hexane  Solution  Neat  Fuel 


6 

0.08 

+ 

0.06 

0.08 

+  0.01 

7 

0.36 

+ 

0.02 

0.38 

+  0.01 

8 

0.34 

+ 

0.05 

0.35 

+  0.01 

9 

0.23 

+ 

0.08 

0.23 

+  0.01 

10 

1.35 

+ 

0.06 

1.46 

+  0.04 

13 

0.54 

+ 

0.01 

0.68 

+  0.01 

16 

0.25 

+ 

0.01 

0.35 

+  0.01 

17 

0.55 

+ 

0.05 

0.63 

+  0.01 

18 

0.43 

+ 

0.03 

0.53 

+  0.01 

19 

0.85 

+ 

0.01 

0.94 

+  0.03 

20 

0.23 

+ 

0.03 

0.32 

+  0.01 

21 

0.77 

+ 

0.03 

0.92 

+  0.03 

22 

1.08 

4. 

0.05 

1.21 

P  0.04 

25 

0.30 

+ 

0.C2 

0.36 

+  0.02 

27 

1.32 

+ 

0.08 

1.19 

+  0.01 

28 

1.57 

+ 

0.03 

2.09 

+  0.07 

29 

0.39 

+ 

0.03 

0.64 

+  0.02 

30 

0.80 

+ 

0.07 

1.19 

+  0.04 

32 

0.72 

+ 

0.01 

1.11 

+  0.04 

39 

3.93 

+ 

0.38 

0.94 

f  0.03 

42 

1.07 

+ 

0.03 

1.39 

+  0.04 

44 

0.62 

+ 

0.02 

0.90 

+  0.03 

49 

1.15 

+ 

0.05 

1.63 

+  0.04 

50 

0.87 

+ 

0.02 

1.22 

+  0.07 

54 

6.40 

+ 

0.68 

1.29 

+  0.05 

55 

5.31 

+ 

0.53 

1.29 

+  0.05 

62 

1.99 

+ 

0.12 

1.10 

+  0.04 

64 

2.50 

•f 

0.16 

1.20 

+  0.04 

65 

2.88 

+ 

0.21 

1.21 

+  0.05 

67 

2.04 

+ 

0.19 

0.92 

+  0.03 

69 

1.08 

+ 

0.06 

0.67 

+  0.03 

71 

0.93 

+ 

0.03 

0.26 

+  0.01 

73 

0.90 

+ 

0.07 

0.60 

+  0.02 

77 

0.51 

+ 

0.02 

0.39 

+  0.02 

78 

0.70 

+ 

0.03 

0.51 

+  0.02 

79 

0.40 

+ 

0.02 

(d) 

80 

0.64 

+ 

0.03 

0.51 

+  0.02 

81 

0.48 

+ 

0.03 

0.42 

+  0.02 

82 

0.32 

+ 

0.04 

0.25 

+  0.01 

84 

0.35 

+ 

0.02 

0.26 

+  0.02 

90 

0.13 

+ 

0.02 

0.11 

+  0.01 

91 

0.09 

+ 

0.01 

0.08 

+  0.01 

92 

0.16 

+ 

0.02 

0.11 

+  0.01 

(a)  The  tentative  identifications  of  the  GC  peaks  are  given 
in  Table  7. 

(b)  Average  of  three  runs  is  given  with  the  standard  devia¬ 
tion. 

(c)  The  detector  was  saturated;  the  correct  value  is  therefore 
considerably  higher. 

(d)  This  peak"  was  not  quantified  because  the  data  system 
did  not  resolve  it  from  Peak  No.  80. 
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use  with  capillary  columns,  was  evaluated  in  terms  of  sensitivity,  selec¬ 
tivity,  and  linearity  for  the  determination  of  aromatic  hydrocarbons.  The 
following  GC  conditions  were  used: 

Gas  chromatograph  —  Carlo  Erba  Model  2150 

Sample  volume  —  2  yl,  splitless 

Injector  temperature  —  200*0 

Detector  temperature  —  250“C 

Column  —  30  m  X  0.25  mm  SE-52  Pyrex 

Column  temperature  —  50“C  for  5  min.,  programmed  to  230°C 

at  3*C/min. 

Carrier  gas  —  hydrogen  at  50  cm/sec. 

Make-up  gas  —  helium  at  20  ml/min. 

Standard  solutions  containing  three  saturated  hydrocarbons  and 

three  aromatic  hydrocarbons  were  analyzed  using  both  a  10.2-e.v.  source 
and  a  9.5-e.v.  source.  The  relative  response  data  obtained  indicating 
the  selectivity  of  the  detector  are  given  in  Table  10.  When  the  10.2-e.v. 
source  was  used,  a  cyclic  saturated  hydrocarbon,  cyclohexylcylohexane, 
gave  approximately  the  same  response  as  the  aromatic  hydrocarbons;  i.e., 
there  was  no  selectivity  for  aromatic  hydrocarbons  versus  a  cyclic 
saturated  hydrocarbon.  However,  there  was  a  5  to  10-fold  selectivity  for 
aromatic  hydrocarbons  versus  straight-chain  saturated  hydrocarbons.  When 
a  9.5-e.v.  source  was  used,  the  selectivity  for  aromatic  hydrocarbons 
versus  the  cyclic  saturated  hydrocarbon  was  approximately  40  f»nd  the  selec¬ 
tivity  versus  straight-chain  saturated  hydrocarbons  was  100  to  200.  The 
decrease  in  sensitivity  for  aromatic  hydrocarbons  using  the  9.5-e.v.  source 
Instead  of  the  10.2-e.v.  source  was  only  about  two.  Therefore,  it  appears 
that  the  photoionization  detector  used  with  a  9.5-e.v.  source  may  have  some 
usefulness  for  the  determination  of  aromatic  hydrocarbons  in  jet  fuels  even 
though  it  does  not  provide  the  selectivity  obtainable  with  an  ultraviolet 
detector. 

The  PID  with  a  9.5-e.v.  source  was  used  to  analyze  standard  solu¬ 
tions  containing  0.1  to  50  ug/ml  of  the  ten  aromatic  hydrocarbons  used  for 
the  evaluation  of  the  ultraviolet  detector.  The  response  data  obtained  are 
given  in  Table  11.  The  detector  was  found  to  be  10  to  100  times  more  sen¬ 
sitive  than  the  ultraviolet  detector;  all  of  the  compounds  except  toluene 
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TABLE  10.  GC-PID  SELECTIVITY  FOR  REFERENCE  HYDROCARBONS 


Compound 

Relative 
Respon8e(®) 
at  10.2  e.v. 

Relative 
Response 
at  9.5  e.v. 

Response  at  10.2  e.v. 
Response  at  9.5  e.v. 

n-Octane 

0.07 

0.006 

16.4 

n-Dodecane 

0.22 

0.008 

37.4 

Cyclohexylcyclohexane 

1.10 

0.03 

52.0 

1,2,4, 5-Tetramethylbenzene 

1.00 

1.00 

1.4 

Naphthalene 

1.94 

1.04 

2.6 

2-Methylnaphthalerie 

2.07 

1.34 

2.2 

(a)  Relative  to  the  response  obtained  for  an  equal  concentration  of  l,2,4,5~tetra- 
methylbenzene. 


TABLE  11.  GC-PID  RESPONSE  OF  REFERENCE  AROMATIC  HYDROCARBONS 


Compound 

Relative  Response 

at 

Given 

Concn. , 

JifiZ®! _ 

0.1 

0.5 

2 

10 

50 

Average  ±  S.D. 

Toluene 

nd(^^ 

0.08 

0.05 

0.05 

0.09 

0.07 

±  0.02 

p-Xylene 

0.36 

0.38 

0.42 

0.43 

0.49 

0.42 

±  0.05 

o-Xylene 

0.12 

0.09 

0.07 

0.10 

0.14 

0.10 

±  0.03 

l-Ethy].-4-mathylbenzene 

0.46 

0.54 

0.53 

0.54 

0.60 

0.53 

±  0.05 

1,2,4, 5-Tetramethylbenzene 

1.44 

1.15 

1.21 

1.28 

1.30 

1.28 

±  0.11 

Naphthalene 

0.80 

0.66 

0.74 

0.83 

0.96 

0.80 

±  0.11 

2-Methy Inaph  thalene 

0.67 

0.58 

0.63 

0.80 

0.97 

0.73 

±  0.16 

2 , 3- Dime thy Inaph thalene 

0.54 

0.47 

0.53 

0.74 

0.96 

0.65 

±  0.20 

2, 3, 6-Trimethylnaphthalene 

0.55 

0.47 

0.54 

0.75 

1.02 

0.67 

•i  0.22 

(a)  Peak  area  response  relative  to  that  of  1,2,4-triinethylbenzene  presence  at 


the  same  concentration, 
(b)  Not  detected. 
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could  be  readily  detected  at  0.1  lig/ml.  The  response  was  not  linear  over 
the  concentration  range  studied  and  the  linearity  varied  considerably  from 
compound  to  compound.  The  response  per  nanogram  injected  varied  by  as  much 
as  a  factor  of  two  over  the  concentration  range  studied.  Also  the  relative 
responses  varied  considerably  from  compound  to  compound  by  as  much  as  a 
factor  of  15.  The  response  variations  of  the  photoionization  detector  are 
greater  than  those  of  the  ultraviolet  detector.  In  order  to  obtain  reliable 
quantitative  data  from  the  use  of  a  PID  to  determine  aromatic  hydrocarbons 
in  fuel  samples,  a  separate  nonlinear  calibration  curve  must  be  prepared  for 
each  compound  of  interest. 

Several  of  the  fuel  samples  were  analyzed  qualitatively  using  the 
glass  capillary  column  GC-PID  system  described  above  fitted  with  the  9.5-e.v. 
source.  Representative  chromatograms  are  shown  in  Figures  20  and  21.  There 
were  no  indications  of  saturated  hydrocarbons  being  detected. 

E.  DETERMINATION  OF  NITROGEN-CONTAINING  COMPOUNDS 


Small  amounts  of  nitrogen-containing  compounds,  especially 
pyrroles,  reportedly  can  have  very  significant  effects  upon  the  per¬ 
formance  of  jet  fuels.  A  portion  of  the  project  eifort  was,  therefore, 
devoted  to  applying  GC,  GC-MS,  and  HPLC  techniques  to  the  determination 
of  nitrogen-containing  compounds  in  jet  fuels. 

1.  GC  Studies  Using  a  Nltrogen-snecific  Detector 

Crude  shale  oils,  which  serve  as  sources  for  some  of  the  alter¬ 
nate  jet  fuels,  generally  contain  very  high  concentrations  of  nitrogen- 
containing  compounds.  Most  of  these  compounds  are  basic  and  are  removed 
from  the  oil  in  subsequent  processing.  Nevertheless,  small  amounts  of 
nitrogen-containing  compounds  may  be  carried  through  the  processing  and 
affect  the  performance  of  the  fuels.  A  nitrogen-specific  alkali-flame 
detector  (AFD)  was  studied  for  the  detection  of  the  nitrogen-containing 
components . 

The  system  used  was  a  Varian  Model  3700  gas  chromatograph  equipped 
with  a  capillary  Injector,  an  FID  detector  and  a  rubidium  bead  AFD  detector. 
A  30  m  X  0.25  mm  I.D.  glass  capillary  SE-30  WCOT  column  was  used.  The 
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Figure  20.  GC-PID  Chromatogram  of  0.5Z  Solution  of  Specification  JP-A 
in  Pentane.  (See  Table  2  for  tentative  identification  of 
numbered  components) 
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Figure  21.  GC-PID  Chromatogram  of  0.5%  Solution  of  Shale  Oil  JP-8  in 

Pentane.  (See  Table  2  for  tentative  identification  of  numbered 
components) 


coltimn  was  fitted  at  the  effluent  end  with  a  glass-lined  stainless  steel 
splitter  assembly  that  provided  for  the  addition  of  makeup  gas  and  a  1:1  split 
to  the  FID  and  AFD.  Helium  was  used  for  a  carrier  gas  flow  of  about  2  ml/min 
and  makeup  gas  flow  of  60  ml/min.  Samples  were  introduced  with  an  injector 
split  ratio  of  10:1. 

Standard  solutions  containing  various  amounts  of  aromatic 
hydrocarbons,  saturated  hydrocarbons,  and  heterocyclic  nitrogen- 
containing  compounds  were  analyzed  to  obtain  an  indication  of  the 
relative  AFD  responses.  The  relative  responses  found  for  these  three 
classes  of  compounds  were  approximately  1:5:10,000,  l.e.  saturated 
hydrocarbons  gave  5  times  the  response  of  aromatic  hydrocarbons,  and 
nitrogen  heterocycllcs  gave  2000  times  the  response  of  saturated 
hydrocarbons.  The  AFD  detector  was,  therefore,  selective  for 
nitrogen-containing  compounds  but  not  sufficiently  selective  to  avoid 
interference  from  large  amounts  of  hydrocarbons.  The  detector  can 
readily  measure  nitrogen-containing  compounds  in  solution  at  a  level 
of  0.2  pg/nl;  however,  a  saturated  hydrocarbon  present  at  a  level  of 
AGO  pg/ml  or  an  aromatic  hydrocarbon  present  at  a  level  of  2,000  ug/ml 
would  give  the  same  response. 

Several  fuels  supplied  for  this  research  program  were  analyzed 
using  the  FID/AFD  system  described  above.  The  fuels  were  dissolved 
in  heptane  to  give  10%  solutions  and  2  ul  was  injected.  The  FID 
was  attenuated  at  8  x  10“®  and  the  AFD  was  attenuated  at  2  x  10“^^. 
Representative  chromatograms  obtained  are  given  in  Figures  22  to  25. 

The  solutions  of  the  JP- A /aromatic-solvent  blend  and  Specification  JP-8  gave 
no  indication  of  concentrations  of  nitrogen  compounds  at  levels  above 
0.2  ug/ml  since  all  of  the  peaks  in  the  AFD  chromatograms  can  be  accounted 
for  as  hydrocarbons  in  the  FID  chromatograms.  By  comparing  the  FID  and 
AFD  chromatograms  for  the  JP-A/aromatic-solvent  blend  (Figure  22)  it  is 
seen  that  all  of  the  major  peaks  in  the  AFD  chromatogram  are  even  larger 
peaks  in  the  FID  chromatogram  and  are  therefore  hydrocarbons  rather  than 
nitrogen-containing  compounds.  From  the  retention  time  pattern  the 
components  were  identified  as  naphthalenes.  In  a  similar  manner,  the 
chromatogram  for  the  Specification  JP-3  (Figure  23)  indicates  that  the  major 
peaks  in  the  AFD  chromatogram  are  saturated  hydrocarbons,  mainly  normal 
paraffins,  rather  than  nitrogen-containing  compounds. 
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Figure  22.  FID/AFD  Gas  Chromatogram  of  JP-4/Aromatic-Solvent  Blend 
( N»naph tha lene ;  MN»rae t hy Inaphtha lene ) 


On  the  other  hand,  the  chromatograms  for  the  Shale  Oil  JP-4 
and  Syncrude  Jet  A  (Figures  2A  and  25)  show  specific  major  peaks  in 
the  AFD  chromatograms  that  do  not  correspond  to  peaks  in  the  FID 
chromatograms  and  hence  can  be  attributed  to  nitrogen-containing  compounds. 
Some  of  the  nitrogen  compounds  appear  to  be  present  in  the  solution  at 
levels  near  10  pg/ml  which  corresponds  to  about  100  ppm  in  the  fuel. 

2.  Extraction  and  GC-MS  Studies 

In  order  to  identify  the  nitrogen-containing  components 
detected  by  GC-AFD,  the  basic  components  of  Syncrude  Jet  A  were  ex¬ 
tracted  and  analyzed  by  GC-MS.  An  800-ml  sample  of  non-clay-treated 
Syncrude  Jet-A  was  equilibrated  with  800  ml  of  IN  8280^.  The  acid 
layer  was  withdrawn  and  washed  with  200  ml  of  petroleum  ether.  The 
acid  layer  was  made  alkaline  by  the  addition  of  350  ml  of  10!i^  NaOH, 
treated  with  120g  of  NaCl  to  salt  out  the  free  bases,  and  back- 
extracted  two  times  with  150-ml  portions  of  peroxide-free  ethyl  ether. 

The  combined  ether  extract  was  analyzed  by  GC-MS  using  a  30  m  x  0.25  mm 
I.D.  SE-30  WCOT  glass  capillary  column.  The  total  ion  chromatogram 
obtained  Is  shown  in  Figure  26.  The  chromatographic  pattern  was 
similar  to  that  observed  in  the  GC-AFD  analysis  of  the  whole  fuel 
(Figure  25  )  and  thus  the  GC-MS  data  were  used  to  tentatively  identify 
the  nitrogen-containing  components  in  the  whole  fuel  as  well  as  in 
the  extract.  The  MS  data  indicated  that  nearly  all  of  the  components 
were  indeed  nitrogen-containing  compounds  and  were  alkylpyridlnes 
or  alkylqulnollnes.  No  pyrroles  or  Indoles  were  detected.  The 
tentative  identification  of  the  major  components  and  the  characteristic 
ions  are  given  in  Table  12. 

3.  HPLC-UV  Studies 

High-pressure  liquid  chromatography  (HPLC)  with  an  ultra¬ 
violet  detector  was  applied  to  the  fractionation  of  basic  components 
of  Syncrude  Jet  A  in  an  effort  to  concentrate  any  pyrroles  or  indoles 
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Figure  25.  FID/AFD  Gas  Chromatogram  of  Syncrude  Jet-A. 

for  identification  of  numbered  components). 


(See  Table  12 
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IC-MS  Total  Ion  Chromatogram  of  the  Basic  Fraction  of  Syncrude  Jet  A 
Tentative  identifications  of  tlie  numbered  components  are  given  In  Table  12) 


TABLE  12.  BASIC  COMPONENTS  EXTRACTED  FROM  SYNCRUDE  JET  A 


GC  Peak 

Tentative 

Identification 

M.W. 

Characteristic  Ions  in  Mass  Spectrum, 
intensity) 

m/e  (relative 

1 

C2”Pyridlne 

107 

107(100) 

106(55) 

92(23) 

79(39) 

2 

C2-Pyrldlne 

107 

107(100) 

106(79) 

92(27) 

79(31) 

3 

C3-Pyrldine 

121 

121(46) 

120(100) 

106(6) 

93(27) 

4 

C2-Pyridine 

107 

107(100) 

106(67) 

92(30) 

79(48) 

5 

C3-Pyrldine 

121 

121(100) 

120(30) 

106(19) 

79(35) 

6 

C2-Pyrldlne 

107 

107(100) 

106(69) 

92(31) 

79(52) 

7 

C3-Pyrldine 

121 

121(100) 

120(86) 

106(14) 

79(42) 

8 

Cj-Pyrldlne 

121 

121(46) 

120(100) 

93(23) 

92(i3) 

9 

C3-Pyrldlne 

121 

121(100) 

120(34) 

106(53) 

79(29) 

10 

C3-Pyrldlne 

121 

121(100) 

120(61) 

106(35) 

79(43) 

11 

C3-Pyridlne 

121 

121(100) 

120(60) 

106(31) 

79(37) 

12 

C4-Pyridine 

135 

135(52) 

134(100) 

107(28) 

106(13) 

13 

C4-Pyrldlne 

135 

135(100) 

134(42) 

120(47) 

106(10) 

14 

Cs-Pyrldine 

149 

149(7) 

148(14) 

135(26) 

134(100) 

15 

C4-Pyridlne 

135 

135(66) 

120(29) 

107(100) 

106(67) 

16 

C4-Pyridlne 

135 

135(100) 

134(73) 

120(39) 

79(51) 

17 

Cs-Pyrldine 

149 

149(18) 

148(33) 

135(100) 

134(68) 

18 

C5-Pyrldine 

149 

149(5) 

148(15) 

135(58) 

.  134(100) 

19 

Cs-Pyrldine 

149 

149(41) 

148(100) 

133(18) 

121(22) 

20 

Cs-Pyridlne 

149 

149(32) 

134(22) 

121(100) 

120(23) 

21 

C5-Pyrldlne 

149 

149(41) 

148(100) 

121(21) 

107(16) 

22 

Cs-Pyrldine 

163 

163(44) 

162(100) 

135(34) 

120(42) 

23 

Cft-Pyrldlne 

163 

163(2) 

162(8) 

148(18) 

135(100) 

24 

Cs-Pyridine 

149 

148(6) 

134(18) 

121(100) 

120(6) 

25 

C6-Pyrldlne 

163 

163(13) 

134(6) 

121(100) 

120(15) 

26 

Cy-Pyridine 

177 

177(1) 

148(17) 

134(20) 

121(100) 

27 

C7-Pyrldine 

177 

177(6) 

146(10) 

134(8) 

121(100) 

28 

C2-Qulnollne 

157 

157(100) 

156(41) 

143(36) 

115(30) 

29 

C7-Pyrldlne 

177 

162(2) 

148(13) 

134(17) 

121(100) 

30 

C2-Quinoline 

157 

157(100) 

156(20) 

142(12) 

115(26) 

31 

C3-Quinollne 

171 

171(100) 

156(21) 

128(15) 

115(9) 

32 

C3-Quinollne 

171 

171(100) 

156(42) 

128(29) 

115(18) 

33 

Cy-Pyrldlne 

177 

176(2) 

148(12) 

134(19) 

121(100) 

a.  See  Figure  26. 
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that  may  be  present.  The  HPLC  system  used  in  the  study  was  comprised  or 
the  following  components: 

Pump:  Altex  Model  IlOA  to  give  flow  rate  to  3  ml/min. 

Injector:  Micromeritics  Model  725  automatic  injector  with  a  lO-pl 
sample  loopi  or 

Altex  Model  210  sample  valve  with  20-ij1  and  SO-pl  sample 
loops. 

Detector:  LDC  Spectro  Monitor  III  variable  wavelength  UV  detector. 

Columns:  25-cm  x  0.46-cm  I.D. 

Normal-phase  systems  were  chosen  Instead  of  reverse-phase  systems  in 
order  to  allow  the  nonpolar  bulk  of  the  material,  the  hydrocarbons,  to  elute 
first.  Also  the  solvents  suitable  for  normal-phase  systems  are  more  compatible 
with  jet  fuels  than  the  aqueous-based  solvent  mixtures  required  for  reverse- 
phase  systems.  The  following  three  different  normal-phase  column  packing 
materials  were  evaluated. 

1.  Spherlsorb  SI-5,  a  5-iim  silica  obtained  from  Phase 
Separations,  Ltd. 

2.  Zorbax-CN,  a  5-um  cyano  bonded  phase  obtained  from  duPont. 

3.  Lichrosorb-NH2,  a  10-um  amino  bonded  phase  obtained  from  Merck. 

Model  compounds  were  studied  that  were  representative  of  benzenes, 

naphthalenes,  pyrroles,  pyrldines,  Indoles,  and  quinolines.  The  specific 
compounds  and  the  abbreviations  used  for  referring  to  them  are  given  below: 

1.  1, 2,4,5-Tetramethylbenzene  (TMB) 

2.  Naphthalene  (N) 

3.  2,3,6-Trimethylnaphthalene  (TMN) 

4.  2, 5-Dime thy Ipyrrole  (DMPL) 

5.  Pyridine  (P) 

6.  4-Methylpyridine  (MP) 

7.  2,6-Dlmethylpyrldine  (2,6-DMP) 

8.  3,5-Dimethylpyridine  (3,5-DMP) 

9.  2,4,6-Trimethylpyrldine  (TMP) 

10.  7-Methylindole  (MI) 

11.  2-Methylquinoline  (MQ) 

Standard  solutions  of  the  individual  compounds  or  mixtures  were 
prepared  in  10%  THF  in  hexane  or  in  the  specific  mobile  phase  at  a  concentration 
of  100  ug/ml. 

A  10%  solution  of  jet  fuel  in  n-hexane  was  used  for  the  study.  The 
specific  jet  fuel  sample  was  Syncrude  Jet  A  (non-clay-treated),  PCH-79-268-C. 


A  diethyl  ether  extract  containing  the  basic  components  of  the  above 
jet  fuel  was  also  studied.  This  extract  was  the  same  one  that  was  prepared 
for  the  GC-MS  study  of  nitrogen-containing  components  discussed  previously. 

The  mobile  phases  studied  were  mixtures  of  methylene  chloride, 
isopropyl  alcohol,  or  tetrahydrofuran  in  n-hexane.  The  mixtures  were  prepared 
with  and  without  the  addition  of  small  amounts  of  trlethylamine.  The 
tetrahydrofuran  was  passed  through  activated  alumina  to  remove  peroxides 
prior  to  use. 

The  three  columns  with  various  mobile  phases  were  evaluated  for  the 
separation  of  the  model  compounds.  The  mobile-phase  composition  was  adjusted 
to  give  the  best  possible  selectivity  with  capacity  factors  (K' )  varying 
between  1  and  10  if  possible.  A  detector  wavelength  setting  of  260  nm  was  used 
in  most  cases  since  that  approximates  the  wavelength  maxima  for  the  pyridines, 
quinolines  and  Indoles. 

The  amino  bonded-phase  column  gave  the  best  performance  in  terms 
of  peak  shape  and  selectivity.  The  cyano  bonded-phase  column  and  silica 
column  could  not  be  used  because  of  very  severe  peak  tailing. 

An  article  by  Wheals  and  White  (J.  Chromatog.  176  421  (1979)) 
indicated  that  in  situ  modification  of  a  silica  gel  column  with  an  amine 
can  give  a  column  that  performs  similarly  to  an  amino  bonded-phase  column. 

If  th.is  approach  would  work  for  use  with  the  model  compounds  of  interest  in 
this  study,  a  relatively  inexpensive  preparative  silica  column  could  be 
prepared  for  the  fractionation  of  large  quantities  of  jet  fuels.  Therefore 
the  procedure  was  tried  with  a  Spherisorb  SI-5  column  using  trlethylamine.  A 
solution  containing  O.IX  trlethylamine  in  50:50  methanol: hexane  was  passed 
through  the  column  at  3  ml/mln  for  40  minutes.  The  column  was  equilibrated 
prior  to  use  with  a  mobile  phase  containing  O.OIX  trlethylamine. 

Trlethylamine  was  also  added  to  the  mobile  phase  when  the  amino 
bonded-phase  column  was  used  because  it  Improved  the  peak  shape  for  2,4,6- 
trimethylpyrldine  and  had  a  strong  effect  upon  the  retention  times.  For 
example,  the  addition  of  0.01%  trlethylamine  to  a  mobile  phase  containing  50% 
CH2CI2  in  n-hexane  decreased  the  retention  time  for  2,4,6-trimethylpyrldine  from 
35  minutes  to  5.6  minutes.  The  addition  of  more  than  0.05%  trlethylamine  gave 
excessive  baseline  instability. 

The  capacity  factors  obtained  for  model  compounds  using  four 
representative  sets  of  conditions  are  given  in  Table  13.  Condition  Set  A,  a 
Lichrosorb-NH2  column  with  30%  CH2CI2  and  0.01%  trlethylamine  in  n-hexane. 


TABLE  13.  HPLC  SEPARATION  OF  MODEL  COMPOUNDS 


Compound 

Capacity  Factors 

,  K’,  Using  Given  Conditions' 

A 

B 

C 

D 

1,2,4,5-Trimethylbenzene 

0.08 

0.07 

ND 

0.09 

Naphthalene 

0.17 

0.15 

ND 

ND 

2,3, 6-Tr ime  thylnaph  chalene 

0.13 

0.10 

ND 

ND 

2 , 5-Dime thy Ipyrrole 

1.45 

2.47 

ND 

0.56 

Pyridine 

ND^^^ 

ND 

4.75 

ND 

4-Methylpyridine 

ND 

ND 

6.02 

ND 

2, 6-Dime thylpyridine 

ND 

ND 

3.68 

ND 

3,5-Dimethylpyridine 

ND 

ND 

4.74 

ND 

2,4, 6-Trime thylpyridine 

8.14 

3.20 

5.05 

8.16 

7-Methylindole 

4.12 

7.59 

ND 

1.07 

2-Ke  thy Iq  uino 1 ine 

6.10 

2.58 

ND 

5.85 

a.  A  ■  Lichrosorb-NH2; 

305;  CH2CI2  +  O.OIX 

TEA  in 

n-hexane; 

RTo  *  1.10  min 

B  ■  LiGhrosorb-NH2; 

0.55: 

iPrOH  +  0.01% 

TEA  in 

n-hexane; 

RTo  *  1*10  min 

C  ■  Lichrosorb-NH2; 

60%  CH2CI2  +0.01%  TEA  in 

n-hexane; 

RTo  »  1.10  min 

D  ■  Spherisorb  SI-5;  40Z  CH2CI2  +  0.04Z  TEA  in  n-hexane;  RTq  •  1*00  min 
b.  Not  determined. 
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was  considered  the  best  and  was  selected  for  studying  jet  fuel  and  the 
basic  extract.  These  conditions  provide  good  separation  of  pyrroles  and 
indoles  from  the  non-polar  hydrocarbons  and  the  more  polar  pyridines  and 
quinolines.  The  calculated  number  of  theoretical  plates  achieved  for  the 
2,4,6-trimethylpyridine  peak  was  4,000.  The  column  was  found  to  be  quite 
stable  in  this  application  since  several  dozen  injections  of  jet  fuel  and  its 
basic  extract  did  not  change  the  performance  characteristics. 

The  modified  silica  column.  Condition  Set  D,  gave  separations 
similar  to  those  of  Set  A,  however,  the  K*  values  for  2,5-dimethylpyrrole 
and  7-methyl indole  were  unacceptably  low.  The  use  of  less  methylene 
chloride  or  a  different  amine  might  give  more  favorable  results.  The 
results  from  Set  C  were  included  to  show  that  all  of  the  various  pyridines 
gave  rather  similar  K'  values.  It  was,  therefore,  considered  sufficient 
to  use  2,4,6-trimethylpyridine  to  represent  all  of  the  pyridines  in 
subsequent  studies.  The  use  of  isopropyl  alcohol  instead  of  methylene 
chloride.  Set  B  vs.  Set  A,  changed  the  selectivity  pattern  very  significantly. 
The  pyrrole  and  indole  were  retained  more  strongly  and  the  pyridine  and 
quinoline  retained  less  strongly  than  when  methylene  chloride  was  used. 
Consequently  pyrroles  and  indoles  cannot  be  separated  from  pyridines  and 
quinolines  under  those  conditions. 

The  separation  of  five  model  compounds  using  the  preferred  conditions, 
Set  A,  is  shown  by  the  chromatogram  in  Figure  27.  The  fractionation  of  jet 
fuel  and  an  extract  containing  the  corresponding  basic  components  under 
those  same  conditions  is  shown  by  the  chromatograms  in  Figures  28  and  29, 
respectively.  A  comparison  of  these  latter  two  chromatograms  shows  that 
the  pattern  is  very  similar  in  both  cases  except  chat  the  whole  jet  fuel 
gives  a  large  peak  within  the  first  two  minutes  which  represents  a  composite 
of  all  of  the  aromatic  hydrocarbons  present.  Thus  the  system  can  be  used 
to  give  a  fingerprint  that  provides  qualitative  and  quantitative  information 
on  Che  trace  amounts  of  basic  components  in  whole  jet  fuel  without  resorting 
to  an  acid  extraction. 

In  an  effort  to  characterize  the  various  basic  components, 
twelve  HPLC  tractions  of  the  basic  extract  were  collected  and  analyzed 
by  GC-MS  using  a  30-m  x  0.25-mm  I.D.  SE-52  glass  capillary  column. 

The  retention  time  windows  for  each  fraction  are  indicated  in  Figure  29. 

A  Finnigan  Model  4000  quadrupole  mass  spectrometer  interfaced  with  a 


60 


Finnigan  Model  9610  gas  chromatograph  and  an  IMCOS  data  system  was 
used  for  the  study.  The  samples  were  analyzed  both  in  the  chemical  ioni¬ 
zation  (Cl)  mode  with  isobutane  as  the  ionizing  gas  as  well  as  in 
the  electron  impact  (El)  mode.  Analysis  in  the  Cl  mode  was  necessary 
to  verify  the  molecular  weights  of  the  more  highly  alkylated  compounds 
which  fragmented  so  much  under  El  conditions  that  the  molecular  ions 
were  not  readily  discernible. 

The  major  individual  compounds  in  each  HPLC  fraction  were 
tentatively  identified  on  the  basis  of  molecular  weight  and 
El  fragmentation  pattern.  A  total  of  1A5  different  compounds  were 
tentatively  identified.  In  most  cases,  a  given  compound  was  found  in 
only  one  HPLC  fraction;  however,  occasionally  a  compound  was  present 
in  two  consecutive  fractions  indicating  that  it  eluted  from  the  HPLC 
column  at  the  same  time  that  a  fraction  change  was  made. 

The  tentatively  identified  compounds  included  alkylpyridines, 
alkylanilines,  alkylquinolimis,  alkylisoquinolines,  alkyltetrahydro- 
quinolines,  alkyltetrahydroisoquinolines,  and  a  tetrahydroacridine. 

The  pyridines  and  anilines  with  identical  molecular  weights  were 
differentiated  on  the  basis  of  GC  retention  time  which  is  dependent 
upon  boiling  point.  In  general,  an  aniline  with  a  given  molecular 
weight  will  have  a  boiling  point  similar  to  that  of  a  pyridine  with 
a  molecular  weight  that  is  28  higher.  For  example,  a  methylaniline, 
m.w.  107,  will  have  approximately  the  same  boiling  point  as  a  tetra- 
methylpyridine,  m.w.  135.  The  quinolines  and  isoquinolines  with  the 
same  molecular  weights  were  differentiated  on  the  basis  of  the  HPLC 
fraction  number  which  was  dependent  upon  basicity.  In  general, 
isoquinolines  are  more  basic  than  quinolines  and  thus  would  be  ex¬ 
pected  to  elute  from  the  HPLC  column  in  the  later  fractions.  Similarly, 
tetrahydroquinolines  were  differentiated  from  tetrahydroisoquinolines. 

It  should  be  emphasized  that  all  of  the  identifications  given  are 
tentative.  Other  isomers,  such  as  aminonaphthalenes  instead  of 
quinolines,  are  possible.  Reference  compounds  and/or  other  analytical 
methods,  such  as  infrared  spectroscopy,  would  need  to  be  studied  to 
confirm  the  identifications. 
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A  summary  of  the  numbers  of  different  compounds  found  in  each 
HPLC  fraction  is  given  in  Table  14.  Although  there  are  certain  dis¬ 
tribution  trends,  e.g.  quinolines  and  anilines  eluting  from  the  HPLC 
column  earlier  than  the  pyrldines,  there  is  a  considerable  amount  of 
overlap  which  reflects  the  different  properties  of  different  Isomers. 

No  pyrroles  or  Indoles  were  detected;  if  any  such  compounds  were 
present,  their  concentrations  were  extremely  low. 

The  reconstructed  gas  chromatograms  obtained  from  the  GC-EIMS 
analysis  of  the  twelve  HPLC  fractions,  which  show  the  complexity  of  the 
fractions,  are  given  in  Figures  D-1  to  D-12  in  Appendix  D.  A  complete 
list  of  the  145  individual  compounds  tentatively  identified  along  with 
their  GC-MS  scan  number,  molecular  weight  verified  by  CIMS,  and  HPLC 
fraction  number  is  given  in  retention  time  order  (scan  number  order) 
in  Table  15.  The  data  available  do  not  permit  the  33  tentative  iden¬ 
tifications  in  Table  12  to  be  correlated  with  those  in  Table  15.  The 
El  mass  spectra  of  the  various  isomers  were  quite  distinct.  For  example. 
Compounds  28  and  29  (in  Table  15)  which  are  both  C^-pyridines  and  which 
have  identical  GC  retention  times  elute  in  HPLC  Fractions  10  and  12; 
respectively  and  have  the  distinctly  different  mass  spectra  shown  in 
Figures  30  and  31.  Similarily,  Compounds  48  and  49  which  are  both 
Cj-pyridines  and  which  have  identical  GC  retention  times  elute  in  HPLC 
Fractions  11  and  3,  respectively,  and  have  the  distinctly  different  mass 
spectra  shown  in  Figures  32  and  33.  It  is,  therefore,  apparent  that  the 
GC-MS  detection  of  the  145  compounds  in  Table  15  would  not  be  possible 
without  the  use  of  HPLC  fractionation. 
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TABLE  14.  SUMMARY  OF  COMPOUSDS  FOUND  IN  HPLC  FRACTIONS  FROM  THE  BASIC  FRACTION  OF  SYNCRUDE  JET  A 


Coomound  Type 

Molecular 

Weisht 

Total  No.  of 
laomers  Found 

1 

Number  of 
2  3 

Isomers 
4  5 

Found 

6  7 

In  Given 
8  9 

HPLC 

10 

Fraction 

11  12 

Cj^-Antllne 

107 

1 

1 

C^-Anlllne 

121 

1 

1 

Cj-Anillne 

135 

2 

2 

C^-Anlline 

149 

3 

3 

C3-Pyrldine 

121 

9 

1 

1 

1 

1 

3 

2 

3 

3 

C^-Pyridine 

135 

13 

1 

1 

1 

1 

1 

3 

2 

3 

2 

3 

C5-Pyridine 

149 

17 

2 

3 

3 

2 

2 

2 

2 

1 

1 

1 

1 

Cg-Pyridine 

163 

18 

3 

2 

3 

4 

2 

3 

1 

1 

C7-Pyridine 

177 

14 

5 

3 

1 

2 

2 

2 

1 

1 

1 

Cg-Pyrldine 

191 

11 

2 

1 

2 

3 

1 

1 

1 

Cg-Pytidlne 

205 

7 

2 

1 

2 

1 

1 

1 

219 

5 

2 

2 

1 

C2-Qulnollne 

157 

4 

1 

1 

1 

1 

1 

C3-qulnoline 

171 

6 

4 

3 

2 

C^-Quinoline 

185 

5 

5 

1 

Ci-IsoqulnoHne 

143 

3  • 

2 

3 

C2-Iaoqulnolln« 

157 

6 

3 

1 

1 

1 

C3-Isoquinoline 

171 

5 

1 

1 

2 

1 

1 

Ci-Tetrahydroqulnoline 

147 

1 

1 

C2-Tetrahydroquinollne 

161 

1 

1 

1 

C3-Tetrahydroqulnoline 

175 

6 

1 

1 

3 

1 

1 

C4-Tetr«hydroquinollne 

189 

1 

1 

Ci-Tetrahydrolsoquinolin* 

147 

2 

? 

C2-Tecrahydrol8oquinollne 

161 

3 

3 

Tetrahydroacridine 

183 

1 

1 
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TABLE  15.  NITROGEN-CONTAINING  AROMATIC  COMPOUNDS  FOUND  IN  HPLC  FRACTIONS 
FROM  THE  BASIC  FRACTION  OF  SYNCRUDE  JET  A. 


Compound 

No. 

GC-MS 

Scan 

No. 

M.W. 

Tentative  Identification 

HPLC 

Fraction 

No. 

1 

524 

121 

C3-Pyridine-1 

5+6 

2 

559 

121 

C3-Pyridlne-2 

10+11 

3 

581 

121 

C3-Pyridine-3 

8+9 

4 

591 

121 

C3-Pyridine-4 

9+10 

5 

600 

121 

C3-Pyridine-5 

7 

6 

604 

121 

C3-Pyridine-6 

9 

7 

608 

121 

C3-Pyridlne-7 

11+12 

8 

634 

135 

C4-Pyridine-1 

3 

9 

647 

135 

C4-Pyridine-2 

4 

10 

648 

121 

C3-Pyridlne-8 

11+12 

11 

662 

121 

C3-Pyridine-9 

12 

12 

666 

107 

Ci-Aniline-1 

4 

13 

665 

135 

C4-Pyridine-3 

5 

14 

670 

135 

C4-Pyridine-4 

7+8 

15 

691 

135 

C4~Pyridine-5 

10 

16 

695 

149 

C5-Pyridine-1 

2 

17 

696 

135 

C4“Fyridine-6 

6 

18 

702 

135 

C4-Pyridlne-7 

8 

19 

714 

135 

C4-Pyridine-8 

8 

20 

721 

135 

C4-Pyridine-9 

9 

21 

724 

149 

C5-Pyrldlne-2 

4 

22 

734 

135 

C4-Pyrldine-10 

11+12 

23 

746 

149 

C5-Pyridine-3 

2 

24 

751 

149 

C5-Pyridine-4 

3 

25 

764 

135 

C4-Pyridine-ll 

11+12 

26 

767 

149 

C5-Pyrldine-5 

5 

27 

770 

149 

C5“Pyridine-6 

4 

28 

776 

135 

C4-Pyrldine-12 

10 

29 

776 

135 

C4-Pyridine-i3 

12 

30 

777 

149 

C5-Pyrldine-7 

3 

31 

777 

121 

C2-Aniline-1 

3 

32 

782 

149 

Cs-Pyridine-d 

3 

33 

783 

149 

C5- Pyridine-9 

6+7 
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TABLE  15.  (Continued) 


Compound 

No. 

GC-MS 

Scan 

No. 

M.W. 

Tentative  Identification 

Fraction 

No. 

34 

790 

149 

C5-  Pyridine- 10 

7+8 

35 

806 

149 

Cs-Pyridlne-ll 

5 

36 

807 

149 

C5-Pyrldine-12 

10 

37 

809 

149 

C5-Pyridine-13 

4 

38 

812 

163 

C5-Pyridine-1 

2 

39 

822 

163 

Cg-Pyridine-2 

3 

40 

833 

163 

C5- Pyridine- 3 

5 

41 

835 

163 

Cg-Pyridine-4 

4 

ii2 

838 

149 

C5-Pyridine-14 

6 

43 

850 

163 

C5-Pyridlne-5 

2 

44 

857 

149 

C5-Pyridlne-15 

9 

45 

862 

149 

C5-^ridlne-16 

8 

46 

862 

163 

Cg-Pyridine-O 

7 

1^1 

868 

163 

C5-Pyrldine-7 

2 

48 

872 

149 

C5-Pyridlne-17 

11 

49 

872 

149 

C5-Pyridine-8 

3 

50 

876 

163 

C6-Pyridine-9 

4+5 

51 

883 

135 

C3- Aniline-1 

2 

52 

892 

163 

Cg-Pyrldine-lO 

6 

53 

894 

135 

C3-Aniline-2 

2 

54 

899 

163 

C5-Pyridine-ll 

5 

55 

900 

163 

C6-Pyridine-12 

7 

56 

902 

163 

C6-Pyridine-13 

4 

57 

902 

163 

C5-Pyridine-14 

6 

58 

903 

177 

Cy-Pyridine-l 

2 

59 

910 

177 

C7-Pyridine~2 

2 

60 

920 

177 

C7-Pyridine-3 

2 

61 

922 

177 

C7-Pyrldine-4 

3 

62 

929 

163 

Cg-Pyridine-lS 

10 

63 

934 

147 

Ci-Tetrahydroisoquinoline-l 

12 

64 

937 

163 

Cg-Pyridine-lO 

5 

65 

938 

149 

C4-Aniline-1 

2 

66 

945 

147 

Ci-Tetrahydroquinoline-1 

9 

68 


TABLE  15 .  (Continued) 


Compound 

No. 

GC-MS 

Scan 

No. 

M.W. 

Tentative  Identification 

HPLC 

Fraction 

No. 

67 

956 

147 

Ci-Tetrahydroisoqulnoline-2 

12 

68 

958 

163 

C6-Pyridine-17 

8 

69 

967 

177 

C7-Pyridlne-5 

2+3 

70 

968 

163 

C6-Pyridine-18 

7 

71 

969 

143 

Ci-Isoquinollne-l 

8 

72 

977 

161 

C2“Tetrahydroquinoline“l 

7+8 

73 

981 

177 

C7-Pyridine-6 

2+3 

989 

161 

C2“Tetrahydroisoquinoline-l 

12 

75 

992 

177 

C 7-Pyridine- 7 

6 

76 

993 

149 

C4- Aniline- 2 

2 

77 

999 

149 

C4-Aniline-3 

2 

78 

999 

177 

C7-Pyridine-8 

5 

79 

1009 

161 

C2“Tetrahydroisoquinoline-2 

12 

80 

1011 

177 

C7-Pyridine-9 

4+5 

81 

1014 

177 

Cy-Pyridine-lO 

7 

82 

1021 

191 

Cg- Pyridine-1 

2 

83 

1026 

175 

C3-Tetrahydroquinollne-l 

6 

84 

1027 

143 

Ci-l8oq>ainoline-2 

8 

85 

1039 

177 

C7-Pyridine-ll 

9+10 

86 

1046 

143 

C 1- Is  oqulnoline- 3 

11 

87 

1053 

157 

C2-Quinoline-l 

1+2 

88 

1056 

175 

C3-Tetrahydroquinoline-2 

4+5 

89 

1068 

157 

C2-Quinoline-2 

5 

90 

1069 

177 

C7- Pyridine-12 

8 

91 

1072 

191 

C8-Pyrldine-2 

3 

92 

1072 

175 

C3-Tetrahydroquinoline-3 

7 

93 

1073 

177 

C7-Pyridine-13 

6 

94 

1078 

189 

C4-Tetrahydroquinoline-l 

8 

95 

1080 

175 

C3-Tetrahydroquinollne-4 

6 

96 

1083 

177 

C7-Pyridlne-14 

7 

97 

1085 

191 

C8-Pyridine-3 

2 

98 

1091 

191 

C8-Pyridlne-4 

5 

99 

1096 

157 

C2“l8oquinoline-l 

8 
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TABLE  15 .  (Continued) 


Compound 

No. 

GC-MS 

Scan 

No. 

M.W. 

Tentative  Identification 

FrStfon 

No. 

100 

1096 

161 

C2’*Tetrahydroisoquinoline-3 

12 

101 

1098 

191 

Cg-Pyridine-S 

6 

102 

1106 

191 

C8-Pyridine-6 

4 

103 

1117 

191 

C8“Pyridine-7 

5 

104 

1118 

191 

Cg- Pyridine-8 

7 

105 

1118 

157 

C2“Isoquinoline-2 

8 

106 

1120 

157 

C2“ Isoquinoline-3 

3 

107 

1120 

191 

Cg-Pyridine-9 

4 

108 

1122 

157 

C2- Isoquinoline- 3 

10 

109 

1124 

175 

Cg-Tetrahydroquinoline-S 

6 

110 

1128 

157 

C2- Isoquinoline- 4 

8 

111 

1140 

157 

C2-Quinoline-4 

4 

112 

1142 

157 

Cg-Quinoline-l 

1 

113 

1145 

191 

Cg-Pyridine-10 

9 

114 

1148 

175 

C3-Tetrahydroquinoline-6 

8 

115 

1154 

157 

Cg- Is  oquinoline- 5 

9 

116 

1168 

171 

C3-Quinoline-2 

1+2 

117 

1168 

205 

Cg-Pyridine-l 

2 

118 

1170 

171 

C3- Isoquinoline- 1 

6 

119 

1171 

157 

C2- Isoquinoline-6 

12 

120 

1171 

191 

Cg-Pyridine-11 

5 

121 

1186 

205 

C9-Pyridine-2 

2 

122 

1193 

171 

Cg-Quinoline-l 

1+2 

123 

1196 

205 

C9-Pyridlne-3 

6 

124 

1203 

171 

C3-0uinoline-4 

1+2 

125 

1207 

205 

C9-Pyridine-4 

4 

126 

1211 

171 

C3- Isoquinoline- 2 

7 

127 

1219 

205 

C9-Pyridine-5 

7 

128 

1220 

205 

C9-Pyridine-6 

3+4 

129 

1232 

171 

C3- Isoquinoline-3 

8 

130 

1235 

171 

Cg-Quinoline-S 

3 

131 

1235 

171 

C3-l8oquinoline-4 

10+11 

•  132 

1245 

171 

C3- Isoquinoline-5 

8 
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TABLE  15 .  (Continued) 


Compound 

No. 

GC-MS 

Scan 

No. 

M.W. 

Tentative  Identification 

HPLC 

Fraction 

No. 

133 

12A5 

205 

C9-Pyridine-7 

9 

13A 

1253 

171 

C3-Quinoline-6 

3 

135 

1253 

185 

C^-Quinollnc- 1 

1 

136 

126A 

219 

Cio“Pyridine-l 

2 

137 

1272 

185 

C4-Quinoline-2 

1 

138 

1282 

219 

CiO“Py r idlne- 2 

2 

139 

1296 

185 

C4-Quinoline- 3 

1+2 

lAO 

1301 

219 

Cio“Pyridine-3 

3 

lAl 

1302 

183 

Te  tr ahy droa  cr id ine- 1 

2 

1A2 

1310 

185 

Cj^-Qulnoline-4 

1 

1A3 

1315 

219 

Cio-Pyridine-4 

7 

lAA 

1317 

219 

Cio-Pyridine-5 

3 

1A5 

1327 

185 

C4-Quinoline“5 

1 

SECTION  IV 


RECOMMENDATIONS 

A.  SCOPE 

The  ultimate  objective  of  the  program  is  the  recommendation  of 
an  integrated  analysis  scheme  that  will  provide  as  much  reliable  informa¬ 
tion  as  possible,  as  rapidly  and  economically  as  possible,  on  the  content 
of  individual  aromatic  compounds  in  jet  fuels.  The  methods  studied  during 
the  program  and  several  related  methods  have,  therefore,  been  evaluated 
and  compared  in  terms  of  the  following  ten  performance  areas: 

Quantitative  reliability 
Qualitative  reliability 
Selectivity 

Range  of  compounds  detected 

Sensitivity 

Compound  resolution 

Linear  range 

Speed 

Simplicity 

Cost 

In  order  to  meet  the  objective  stated  above,  the  first  seven  areas, 
which  are  data  quality  concerns  have  been  balanced  against  the  last  three 
areas,  which  are  operational  concerns.  Thirteen  candidate  methods  have  been 
considered.  Each  method  is  one  that  might  reasonably  be  considered  for  the 
analysis  of  aircraft  fuels.  All  GC  methods  considered  involve  the  use  of 
high  resolution  glass  or  fused  silica  capillary  columns.  The  major  advan¬ 
tages  and  disadvantages  of  each  method  are  discussed  briefly  below.  The 
relative  merits  of  each  method  are  summarized  in  Table  16  in  which  a  rating 
is  given  for  each  method  in  each  area  of  performance. 
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B.  PERFORMANCE  OF  CANDIDATE  METHODS 


1.  GC-UVD 


The  use  of  an  ultraviolet  detector  for  GC  analysis  has  been 
shown  in  this  program  to  have  many  attractive  performance  features. 

The  major  attractions  of  GC-UVD  are  the  selectivity  for  aromatic  com¬ 
pounds  achieved  and  the  speed,  simplicity,  and  low  cost  of  performance. 

Like  ail  chromatographic  methods  which  rely  on  retention  times 
for  compound  Identification,  the  qualitative  reliability  is  not  as  good 
as  that  of  methods  using  mass  spectrometry  or  infrared  analysis  for  the 
characterization  of  each  peak. 

Because  of  the  complexity  of  most  aircraft  fuels,  no  method 
using  GC  alone,  even  using  high  resolution  capillary  columns,  can  provide 
maximum  compound  resolution.  As  shown  by  the  studies  combining  HPLC  w’ith 
GC-MS  for  the  determination  of  nitrogen-containing  compounds,  a  method 
combining  high  resolution  GC  with  high  resolution  LC  is  necessary  for 
obtaining  maximum  resolution. 

The  GC-UVD  has  a  linear  range  of  about  1000.  A  linear  range  of 

A  A 

10  is  desirable.  In  practice  a  linear  range  of  10  ,  at  levels  of  0.2  to 

2000  ng,  can  only  be  achieved  with  a  flame  detector,  e.gi,  FID  or  AFD. 

However,  when  a  capillary  column  is  used  to  achieve  high  resolution,  the 
upper  end  of  the  range  often  can  not  be  used  because  of  column  overloading  prob¬ 
lems.  The  limitation  in  the  GC-UVD  range  is  mainly  a  problem  for  the 
analysis  of  fuels  having  high  contents  of  naphthalenes.  Because  of  the 
lower  extinction  coefficients  of  benzenes,  high  levels  of  benzenes  do  not 
usually  saturate  the  detector. 

2 .  GC-PID 


The  use  of  a  photoionization  detector  using  a  9.5-e.v.  source  for 
GC  analysis  has  many  of  the  same  performance  features  of  GC-UVD.  GC-PID  is 
more  sensitive  than  GC-UVD  but  is  not  as  good  in  terms  of  selectivity  and 
quantitative  reliability. 


The  use  of  rubidium-bead  alkali  flame  detector  for  GC  analysis 
is  an  excellent  approach  to  the  determination  of  nitrogen-containing  com¬ 
pounds,  however,  the  method  is  not  suitable  for  the  determination  of 
aromatic  hydrocarbons. 

4.  GC-FID 


Although  GC-FID  is  commonly  used  for  the  analysis  of  fuels,  it 
has  no  selectivity.  Therefore,  GC-FID  is  more  subject  to  interference 
from  unresolved  components  than  are  methods  that  use  selective  detectors. 

5.  LC  +  GC-PID 


By  combining  liquid  chromatography  (LC) ,  specifically  fraction¬ 
ation  using  a  silica  gel  column,  with  GC-PID,  the  saturated  hydrocarbons 
are  removed  from  the  aromatic  fraction  and  the  poor  selectivity  of  the 
PID  is  no  longer  a  problem.  However,  there  would  still  be  a  deficiency 
in  quantitative  reliability  and  the  linear  range.  Also  the  addition  of  a 
second  step  would  sacrifice  speed,  simplicity,  and  cost  to  some  extent. 

6.  LC  +  GC-FID 

The  combination  of  LC  with  GC-FID  for  the  determination  of  aro¬ 
matic  hydrocarbons  is  an  excellent  method.  It  has  many  of  the  good  perfor¬ 
mance  qualities  of  GC-UVD  and  also  has  a  greater  linear  range.  However, 
since  it  is  a  two-step  method,  some  sacrifice  in  speed,  simplicity,  and 
cost  must  be  accepted. 

7.  LC  +  GC-IR 

The  main  advantage  of  LC  combined  with  GC-IR  (using  Fourier-Transform,  (FT) 
instrumentation)  is  the  additional  qualitative  reliability  achieved.  The  IR 


spectra  can  differentiate  becween  many  isomers  that  even  GC-MS  cannot 
differentiate.  The  main  disadvantage  is  poor  sensitivity;  however, 
the  sensitivity  will  undoubtedly  Improve  as  GC-FTIR  instrumentation  is 
improved.  The  GC  resolution  achieved  using  FTIR  as  a  detector  is  not 
as  good  as  that  with  other  detectors.  LC  combined  with  GC-IR  would  be 
useful  primarily  for  the  Identification  of  high  level  compounds  whose 
isomeric  identity  cannot  be  determined  by  GC-MS.  This  combined  method 
is  very  costly. 

8.  LC  +  GC-MS 


The  use  of  GC-MS  to  analyze  an  aromatic  fraction  obtained  by 
LC  has  the  good  performance  qualities  of  LC  +  GC-FID  and  also  provides  a 
high  degree  of  qualitative  reliability.  Although  GC-MS  is  commonly  used, 
the  method  is  much  more  costly  than  GC-FID. 

9 .  HPLC-UVD 

High  performance  liquid  chromatography,  using  a  normal  phase 
column  and  an  ultraviolet  detector  is  suitable  for  the  determination  of 
many  aromatic  components  in  a  fuel.  HPLC-UVD  has  many  of  the  good  perfor¬ 
mance  features  of  GC-UVD;  however,  it  is  not  capable  of  resolving  as  many 
different  compounds.  For  the  latter  reason  qualitative  reliability  is 
not  as  good  as  that  of  GC-UVD. 

10.  HPLC  +  GC-UVD 

The  combination  of  HPLC  with  GC-UVD  involves  the  collection  of 
numerous  (5  to  10)  HPLC  fractions  and  the  analysis  of  each  fraction  by 
GC-UVD.  The  main  advantage  that  the  combined  method  offers  is  an  ability 
to  resolve  a  greater  number  of  compounds.  The  method  cakes  much  longer  and 
is  much  more  costly  than  GC-UVD  alone. 
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11.  HFLC  +  GC-FID 


The  combination  of  HPLC  with  GC-FID  offers  the  same  advantages 
as  LC  +  GC-FID  and  in  addition  permits  a  much  greater  number  of  compounds 
to  be  resolved  and  quantified.  The  method  takes  longer  and  is  more  costly 
than  LC  +  GC-FID. 

12.  HPLC  +  GC-IR 


The  combination  of  HPLC  with  GC-IR  offers  the  same  advantages  of 
LC  +  GC-IR  and  in  addition  permits  a  much  greater  number  of  compounds  to 
be  resolved  and  characterized.  The  poor  sensitivity  of  GC-IR  would  remain 
a  problem.  Because  of  the  inferior  GC  resolution  currently  achieved  with 
GC-IR,  the  use  of  HPLC  Instead  of  LC  combined  with  GC-IR  offers  a  very 
significant  advantage.  The  combined  method  would  take  a  lot  of  time  and  be 
very  costly. 

13.  HPLC  +  GC-MS 

The  combination  of  HPLC  with  GC-MS  will  provide  the  greatest 
amount  of  information  for  any  one  of  the  methods  discussed.  This  combined 
method  has  the  same  advantages  of  LC  +  GC-MS  and  in  addition  permits  a 
much  greater  number  of  compounds  to  be  resolved  and  characterized.  The 
method  is  very  time  consuming  and  costly. 

C.  RECOMMF.NDED  ANALYTICAL  SCHEMES 

1.  Routine  Analyses 

For  the  routine  analysis  of  aircraft  fuels  we  recommend  the 
simultaneous  use  of  GC-UVD,  GC-AFD,  and  GC-FID.  The  effluent  from  a  high 
resolution  fused  silica  capillary  column  would  be  passed  through  a 
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UVD.  The  effluent  from  the  UVD  would  go  to  a  tee  with  makeup  gas  intro¬ 
duced.  and  split  1:1  to  an  FID  and  AFD.  With  this  analysis  scheme,  the 
selectivity  of  the  UVD  is  used  for  the  determination  of  the  aromatic  com¬ 
ponents,  the  selectivity  of  the  AFD  is  used  for  the  determination  of 
nitrogen-containing  compounds,  and  the  FID  is  us>id  for  the  quantification 
of  major  amounts  of  normal  paraffins  and  major  amounts  of  aromatics, 
especially  naphthalenes,  that  may  saturate  the  UVD.  Since  only  a  single 
GC  run  is  involved,  a  maximum  amount  of  information  is  obtained  in  a 
minimum  amount  of  time  and  at  a  minimal  cost,. 

Calibration  mixtures  containing  a  wide  variety  of  reference  com¬ 
pounds  of  interest  and  run  at  five  or  more  concentration  levels  should  be 
interspersed  with  the  fuel  samples.  The  analysis  of  one  calibration 
sample  for  every  four  fuel  samples  is  recommended.  The  use  of  a  good 
computer  system  is  recommended  to  calculate  response  factors  and  process 
the  large  volume  of  data  generated. 

The  injection  of  the  samples  as  the  neat  fuels  is  recommended. 
This  Injection  procedure  permits  all  components,  including  the  lower- 
boiling  components,  to  be  detected  by  the  FID;  however,  the  high  split 
ratio  required  may  make  the  quantification  somewhat  less  reliable.  The 
injection  of  neat  fuels  requires  calibration  mixtures  to  be  prepared  in  a 
nonaromatic  naphtha,  preferably  one  with  no  significant  amounts  of  normal 
paraffins.  Internal  standards,  one  for  use  with  each  detector,  ne.ed  to  be 
mixed  into  each  fuel  sample.  p-Fluoro toluene,  at  a  level  of  2.0  g/100  g, 
is  recommended  as  the  internal  standard  for  use  with  the  UVD.  Compounds 
such  as  2-fluoropyridine  and  decylcyclohexane  may  be  suitable  as  internal 
standards  for  use  with  the  AFD  and  FID,  respectively. 

The  injection  of  samples  in  hexane  or  pentane  solution  can  also 
be  used.  Splitless  or  on-column  injection  can  be  used  for  the  injection 
of  solutions  which  may  give  slightly  better  quantitative  reliability  but 
less  sensitivity.  Also,  low-boiling  components,  e.g.,  cyclohexane  and 
benzene,  cannot  be  detected  by  the  FID  when  solutions  are  used  because  the 
lower-boiling  components  are  obsured  by  the  solvent  peak. 
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2.  Confirmatory  Analyses 


In  order  to  confirm  the  identity  of  most  of  the  aromatic  com¬ 
ponents  being  detected  by  GC-UVD,  we  recommend  the  use  of  LC  +  GC-MS. 

The  LC  fractionation  is  relatively  simple  to  perform.  The  GC-MS  data 
will  usually  permit  the  molecular  formula  of  a  component  to  be  determined 
and  frequently  the  fragmentation  pattern  will  permit  a  particular  isomer 
to  be  identified.  We  recommend  the  use  of  both  the  El  and  Cl  modes.  The 
El  data  provide  characteristic  fragmentation  patterns  and  reliable 
molecular  weights  can  be  determined  from  the  Cl  data. 

We  recommend  that  a  conf irmator’-  nalysis  be  performed  on  each 
sample  that  gives  a  GC  pattern  that  is  ver>  significantly  different  from  '' 

that  of  any  other  fuels  for  which  confirmatory  analyses  have  been  run.  j 

For  the  confirmation  of  the  identity  of  nitrogen-containing  com-  | 

pounds  detected  by  the  AFD,  a  basic  fraction,  obtained  by  acid-base  extrac¬ 
tion,  should  be  analyzed  by  GC-MS. 

3.  Detailed  Analyses 

For  a  highly  detailed  analysis  of  a  fuel  sample,  we  recommend  the 
use  of  HPLC  combined  with  both  GC-MS  and  GC-IR.  At  least  five  HPLC  fractions 
and  up  to  about  20  fractions  would  each  be  analyzed  individually.  The  GC-IR 
data  would  supplement  the  GC-MS  data  and  assist  in  the  identification  of 
specific  Isomers.  The  GC-MS  analyses  should  be  run  in  both  the  El  and  Cl 
modes. 

This  detailed  analysis  approach  would  be  very  time  consuming  and 
costly.  The  analyses  could  be  simplified  by  omitting  the  GC-IR  analyses. 

The  instrumentation  currently  available  for  capillary  column  GC-IR  is  only 
capable  of  detecting  relatively  high  concentrations.  The  HPLC  fractions 
would  undoubtedly  need  to  be  concentrated  in  most  cases  100-fold  or  more. 

Although  some  of  the  lower-boiling  components  would  be  lost,  those  compo¬ 
nents  are  readily  resolved  and  identified  without  the  use  of  HPLC. 


We  reconmend  that  a  detailed  analysis  be  perforaed  on  only  a 
few  fuel  samples  which  are  of  greatest  interest  or  which  are  represent¬ 
ative  of  the  greatest  number  of  different  samples. 
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APPENDIX  A 


METHOD  FOR  SEPARATION  OF  AROMATICS 
AND  NONAROMATTCS  IN  AIRCRAFT  FUELS 

A.  SCOPE  AND  APPLICATION 

1.  This  method  covers  the  separation  of  aromatics  from  nonaromatics 
in  gasoline,  fuel  oils,  and  crude  oils. 

2.  Pentane-insoluble  components  are  removed  by  centrifugation  prior  to 
the  separation. 

3.  The  separated  aromatic  and  nonaromatic  fractions  obtained  can  be 
used  directly  without  concentration  for  GC  analysis  of  all  components 
that  boil  above  75°C. 

B.  SUMMARY 

The  sample  dissolved  in  n-pentane  is  introduced  to  a  glass  chromatographic 

column  packed  with  activated  silica  gel.  The  nonaromatics  are  eluted  first 

with  n-pentane  and  the  aromatics  are  eluted  second  with  methylene  chloride. 

C.  DEFINITIONS 

1.  Nonaromatics  are  comprised  of  the  paraffinic,  naphthenic  and  olefinic 
hydrocarbons. 

2.  Aromatics  are  comprised  of  aromatic  hydrocarbons,  ..indensed  naphthenic 
aromatic  hydrocarbons,  aromatic  olefins,  and  some  of  the  less  polar 
heterocyclic  compounds  such  as  benzothiophenes  and  carbazoles. 

D.  APPARATUS  AND  REAGENTS 


1.  Chromatographic  Column,  250  mm  x  9  ram  O.D.  glass  column  fitted  with 
a  sintered  glass  disc  and  Teflon  stopcock  at  the  bottom. 

2.  Centrifuge,  capable  of  handling  standard  15-mi  centrifuge  tubes  at  3000  RPM. 

3.  Centrifuge  tubes.  15-ml,  glass,  calibrated,  conical  type. 

A.  Syringe,  250-ul. 

5.  Syringe,  2  ml. 
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6.  Graduated  Cylinder,  lOO-ml. 

7.  Collection  bottles,  30-ml,  narrow-mouth,  glass,  with  Teflon-lined  screw  cap. 

8.  Beaker ,  100-ml. 

9.  Silica  gel,  100-200  mesh,  Davison  Grade  923,  activated  in  an  open  container 
in  am  oven  at  150®C  for  at  least  16  hours  but  no  more  than  80  hours. 

10.  Methylene  Chloride,  Burdick  and  Jackson  distilled-in-glass  grade  or 
equivalent . 

11.  Pentane ,  Burdick  and  Jackson  distilled-in-glass  grade  or  equivalent. 

E.  PROCEDURE 


1.  Suspend  10  g  of  silica  gel  in  20  ml  of  methylene  chloride  in  a  100-ml 
beaker . 

2.  Pour  the  slurry  into  the  chromatographic  column  with  the  stopcock  open. 

3.  Wash  the  remaining  silica  gel  onto  the  column  with  another  20  ml  of  methylene 
chloiide.  Allow  the  liquid  level  to  move  down  nearly  to  the  top  of  the 
silica  gel  (within  1  mm)  and  close  the  stopcock. 


Rinse  the  top  of  the  column  with  2  ml  of  pentane  and  open  the  stopcock 
to  again  allow  the  liquid  level  to  move  down  nearly  to  the  top  of  the 
silica  gel.  Make  sure  the  solvent  level  in  the  column  never  goes  below 
the  silica  gel  level  during  the  entire  silica  gel  procedure.  Repeat 
this  rinse  step  using  2  ml  and  again  using  35  ml  of  pentane. 


Add  250  gl  of  sample  if  nonviscous  or  250  mg  of  sample  if  too  viscous 
for  syringe  sampling  to  100  ml  of  pentane  contained  in  a  glass  stoppered 
centrifuge  tube.  Mix  thoroughly  by  repeated  inversions.  If  insoluble 
material  is  present,  centrifuge  for  15  minutes  at  approximately  3000  RPM. 


6.  Apply  2.0  ml  of  the  pentane  solution  of  the  sample,  using  a  syringe, 
to  the  top  of  the  chromatographic  column  and  allow  the  liquid  level  to 
move  down  nearly  to  the  top  of  the  silica  gel. 
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7.  Fill  the  syiinge  with  2  ml  of  pentane,  apply  this  solvent  to  the  column,  and 
again  allow  the  liquid  level  to  move  down  nearly  to  the  top  of  the 

silica  gel.  Repeat  this  step  once  more.  Discard  all  eluates  up  to 
this  point. 

8.  Elute  with  20  ml  of  pentane  followed  by  30  ml  of  methylene  chloride. 


9.  Collect  two  25-ml  eluate  fractions.  The  first  fraction  contains  the 
nonaromatics  and  the  second  fraction  contains  the  aromatics. 
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APPENDIX  B 

UVD  CELL  ASSEMBLY  AND  ALIGNMENT 


A.  CELL  ASSEMBLY 


1.  Insert  a  fused  silica  column  and  fused  silica  exit  tubing  (0.61  mm  O.D.) 
into  the  transfer  line  casing. 

2.  Apply  Silastic  734  TRV  adhesive  (Dow  Corning)  to  the  outside  end  of 
the  drilled  holes  (0.65  mm  I.D.)  of  the  cell  body. 

3.  Insert  the  column  through  the  adhesive  into  the  hole.  Make  sure  that 
the  adhesive  gets  into  the  hole  by  pushing  and  pulling  on  the  column 
until  the  drilled  hole  is  full  of  adhesive.  Repeat  this  step  for  the 
exit  tubing. 

4.  Push  the  column  and  exit  tubing  through  the  drilled  holes  until  it 
touches  the  inside  wall. 

5.  Tape  down  the  cell  body  so  that  there  is  no  pressure  on  the  column  or 
exit  tubing. 

6.  Allow  the  adhesive  to  cure  overnight  at  room  temperature. 

7.  Twist  a  No.  65  drill  bit  into  each  end  of  the  cell  body  to  cut  off  the 
excess  of  the  fused  silica  capillaries. 

8.  Place  the  cell  body  into  one  half  of  the  cell  holder.  Place  the  other 
half  of  the  cell  holder  on  cop  and  bolt  together. 

9.  Carefully  place  the  cell  holder  in  a  vertical  position.  Insert  into 
the  one  end 
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A.  6>ml  silicone  gasket 

B.  cell  window 

C.  1/16-ln.  silicone  gasket 

D.  spacer 

E.  end  plate  with  the  two  long  holts  Inserted  into  the  cell  holder 

10.  Turn  the  cell  holder  so  that  the  other  end  is  up.  Make  sure  that  the 
spacer,  window  and  gaskets  do  not  fall  out. 

11.  Repeat  step  9. 

12.  Tighten  the  nuts  on  the  two  long  bolts.  Look  down  the  light  path  to 
see  if  the  gaskets  are  blocking  the  light  path.  If  any  portion  of  the 
light  path  is  blocked,  disassemble  the  cell  window  and  start  at  Step  9 
again. 

13.  Attach  the  bottom  plate  to  the  cell  holder. 

lA.  Plug  in  the  transfer  line  heater  and  thernxscouple. 

15.  Insert  the  cartridge  heater  and  thermocouple  into  the  cell  holder. 

16.  Bolt  the  cell  holder  bottom  plate  to  the  standoffs. 

B.  CELL  ALIGNMENT 

1.  Maks  sure  detector  shutter  is  closed. 

2.  Turn  on  UV  detector. 

3.  Select  the  tungsten  lamp  and  turn  it  on. 

A.  Set  wavelength  to  0. 

5.  Align  the  cell  holder  so  that  the  light  beam  is  centered  on  the  entrance 
to  the  cell.  This  is  done  by  loosening  the  two  bolts  that  attach  the 
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bottom  plate  of  the  cell  to  the  standoffs  and  moving  the  cell  holder 
until  the  light  beam  is  centered. 

6.  Adjust  the  cell  holder  so  that  the  maximum  light  intensity  exits  the  cell. 
This  is  done  in  the  same  manner  as  the  entrance  alignment.  Make  sure  that 
the  entrance  alignment  Is  not  changed. 

7.  Change  the  lamp  switch  to  UV.  Turn  on  UV  lamp  power  supply. 

8.  Set  the  wavelength  to  208  nm. 

9.  Cover  the  cell  compartment  with  an  opaque  cloth  to  block  out  light. 

10.  Open  the  detector  shutter  and  move  the  cell  holder  very  slightly  back 
and  forth  to  get  the  largest  negative  number  on  the  digital  readout  of 
the  spectrophotometer.  Do  not  move  the  cell  holder  very  much;  this  is 
just  a  fine  adjustment, 

11.  Close  the  detector  shutter  and  remove  the  cloth. 

12.  Tighten  the  bolts  that  attach  the  bottom  plate  of  the  cell  holder  to 
the  standoffs. 

13.  Place  the  insulation  around  cell  holder  taking  care  to  keep  the 
cell  windows  clean.  Close  cover. 

14.  Turn  on  detector  and  transfer  line  heaters. 
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APPENDIX  C 


ANALYTICAL  DATA  FROM  THE  ANALYSIS 
OF  AIRCRAFT  FUELS 


w. 


V»-80-39 


<0.1 

0.44  ±  0.01 
3.10  ±  0.08 
3.00  ±  0.22 


Amount  Found 


VN- 80-40 


<0.1 
<  0.1 
<  0.1 
<0.1 


/lOOg,  in 


VN-80-41 


1.08  ±  0.02 
0.24  ±  0.02 
1.02  ±  0.06 
0.40  ±  0.02 


Given  Sample 


VN-80-47 


<0.1 

<0.1 

<0.1 

<0.1 


VN- 80-48 


0.64  ±  0.03 
0.14  ±  0.01 
0.58  ±  0.10 
0.26  ±  0.02 


5.88 

±  0.25 

<0.1 

0.12  ±  0.08 

<0.1 

<  0.1 

4.98 

±  0.21 

0.08  ±  0.06 

0.15  ±  0.08 

<0.1 

0.09  ±  0.01 

17.03 

1  0.96 

0.36  ±  0.02 

0.57  ±  0.08 

0.09  ±  0.03 

0.44  +  0.03 

8.52 

±  0.40 

0.34  ±  0.05 

0.40  ±  0.07 

0.10  ±  0.01 

0.37  ±  0.04 

6.48 

±  0.41 

0.23  ±  0.08 

0.23  i  0.04 

0.11  ±  0.03 

0.19  ±  0.03 

12.46 

±  0.74 

1.35  i  0.06 

0.92  ±  0.09 

0.42  +  0.02 

1.08  ±  0.11 

1.90 

±  0.70 

0.54  ±  0.01 

0.33  ±  0.05 

0.19  ±  0.02 

0.42  ±  0.05 

<0.1 

<0.1 

<0.1 

<0.1 

<0.1 

<0.1 

0.25  ±  0.01 

<0.1 

<0.1 

<0.1 

0.44 

±  0.01 

0.55  i  0.05 

0.23  ±  0.04 

0.18  1  0.04 

0.38  ±  0.09 

<0.1 

0.43  ±  0.03 

<0.1 

<0.1 

<0.1 

0.28 

±  0.04 

0.85  ±  0.01 

0.27  ±  0.06 

0.23  ±  0.03 

0.45  ±  0.06 

<0.1 

0.23  ±  0.03 

<0.1 

0.11  ±  0.01 

0.32  ±  0.27 

<0.1 

0.77  ±  0.03 

<0.1 

0.26  ±  0.05 

0.45  ±  0.08 

<0.1 

1.08  ±  0.05 

0.21  ±  0.02 

0.28  ±  0.01 

0.56  ±  0.08 

<0.1 

<0.1 

<0.1 

<0.1 

<0.1 

<0.1 

<0.1 

<0.1 

<0.1 

<0.1 

<0.1 

0.30  ±  0.02 

<0.1 

0.17  ±  0.02 

0.17  ±  0.04 

<0.1 

1.32  ±  0.08 

0.23  ±  0.05 

0.34  ±  0.02 

0.47  ±  0.08 

<0.1 

1.57  ±  0.03 

0.24  ±  0.39 

0.45  ±  0.01 

0.77  ±  0.06 

<0.1 

0.39  i  0.03 

<0.1  * 

0.07  ±  0.02 

0.15  ±  0.01 

<0.1 

0.80  ±  0.07 

<0.1 

0.19  ±  0.02 

0.36  ±  0.03 

<0.1 

0.72  i  0.01 

<0.1 

0.61  ±  0.03 

0.38  ±  0.02 
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TABLE  C-1.  (Continued) 


6C 

Peak  ^ 

Amount  Found. 

g/lOOs.  in  Given  Sample 

VN-80-39 

VN-80-40 

VN-80-41 

VN-80* 

•47 

VN-80- 

-48 

39 

<0.02 

3.95 

± 

0.38 

0.23  ±  0.02 

1.84 

+ 

0.07 

3.16 

+ 

0.12 

40 

<0.1 

<0.1 

<0.1 

<0.1 

<0.1 

42 

<0.1 

1.07 

+ 

0.03 

<0.1 

0.23 

+ 

0.08 

0.40 

+ 

0.05 

44 

<0.1 

0.62 

± 

0.02 

<0.1 

0.20 

+ 

0.03 

0.22 

± 

0.07 

47 

<0.1 

<0.1 

<0.1 

0.10 

+ 

0.04 

0.16 

+ 

0.01 

49 

<0.1 

1.15 

± 

0.05 

<0.1 

0.24 

+ 

0.03 

0.45 

+ 

0.03 

50 

<0.1 

0.87 

± 

0.02 

<0.1 

0.21 

± 

0.03 

0.38 

+ 

0.04 

54 

<0.02 

6.40 

± 

0.68 

0.37  ±  0.04 

3.88 

+ 

0.22 

6.11 

+ 

0.11 

55 

<0.02 

5.31 

± 

0.53 

0.21  ±  0.01 

2.24 

± 

0.11 

3.91 

+ 

0.21 

56 

<0.1 

<0.1 

<0.1 

<0.1 

<0.1 

62 

<0.02 

1.99 

± 

0.12 

0.04  ±  0.01 

0.50 

+ 

0.01 

0.95 

+ 

0.08 

64 

<0.02 

2.50 

± 

0.16 

0.08  ±  0.01 

0.66 

± 

0.01 

1.27 

+ 

0.11 

65 

<0.02 

2.88 

± 

0.21 

0.08  ±  0.02 

0.85 

+ 

0.02 

1.56 

+ 

0.12 

67 

<0.02 

2.04 

± 

0.19 

0.04  ±  0.02 

0.52 

+ 

0.03 

0.95 

+ 

0.13 

69 

<  0.02 

1.08 

± 

0.06 

<0.02 

0.25 

± 

0.01 

0.47 

± 

0.05 

71 

<0.1 

0.93 

± 

0.03 

<0.1 

0.18 

± 

0.05 

0.37 

+ 

0.05 

73 

<0.02 

0.90 

± 

0.07 

<0.02 

0.22 

± 

0.01 

0.39 

+ 

0.05 

77 

<0.02 

0.51 

± 

0.02 

<0.02 

0.13 

± 

0.02 

0.24 

0.05 

78 

<0.02 

0.70 

± 

0.03 

<0.02 

0.18 

± 

0.01 

0.33 

+ 

0.04 

79 

<0.02 

0.40 

± 

0.02 

<0.02 

0.11 

± 

0.01 

0.22 

+ 

0.08 

80 

<0.02 

0.64 

± 

0.03 

<0.02 

0.16 

± 

0.01 

0.26 

+ 

0.03 

81 

<0.02 

0.48 

± 

0.03 

<0.02 

0.13 

± 

0.01 

0.21 

± 

0.03 

82 

<0.02 

0.32 

± 

0.04 

<0.02 

0.10 

± 

0.03 

0.13 

+ 

0.02 

84 

<0.02 

0.35 

± 

0.02 

<0.02 

0.09 

± 

0.02 

0.15 

+ 

0.02 

89 

<0.02 

<0.02 

<0.02 

<0.02 

<0.02 

90 

<0.02 

0.13 

± 

0.02 

<0.02 

<0.02 

0.05 

+ 

0.01 

91 

<0.02 

0.09 

± 

0.01 

<0.02 

<0.02 

<0.02 

92 

<0.02 

0.16 

± 

0.02 

<0.02 

<0.02 

0.06 

+ 

0.01 

(a)  The  tentative  identifications  of  the  GC  peaks  are  given  in  Table  2. 

(b)  Average  of  three  runs. 
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TABLE  C-2.  AROMATIC  HYDROCARBON  COMPOSITION  OF  FUEL  SAMPLES 
DETERMINED  BY  GC-UVD  ANALYSIS  OF  HEXANE  SOLUTIONS, 
SET  B 


GC 

Amount  Found, 

«/100r.  in 

Given  Sample 

VN- 80-50 

VN- 80-52 

VN-80-56 

VN- 80-59 

VN-80-60 

1 

0.54 

+ 

0.01 

0.87  ±  0.01 

<0.1 

0.05 

±  0.01 

<0.1 

2 

0.35 

+ 

0.01 

0.23  ±  0.02 

<0.1 

<0.1 

<0.1 

3 

2.21 

± 

0.02 

1.08  ±  0.04 

<  0.1 

0.13 

±  0.01 

0.10  ±  0.01 

4 

2.03 

± 

0.04 

0.56  ±  0.12 

<0.1 

<0.1 

0.06  ±  0.01 

5 

3.75 

± 

0.10 

0.67  ±  0.03 

<0.1 

<0.1 

<0.1 

6 

3.10 

+ 

0.09 

0.57  ±  0.03 

<  0.1 

<0.1 

<0.1 

7 

11.95 

± 

0.56 

2.61  ±  0.14 

<  0.1 

-0.13 

±  0.01 

0.20  ±  0.01 

8 

5.34 

± 

0.18 

1.16  ±  0.06 

<0.1 

0.12 

±  0.02 

0.18  ±  0.01 

9 

4.02 

± 

0.13 

0.83  ±  0.05 

<  0.1 

0.09 

±  0.02 

0.12  ±  0.01 

10 

8.84 

± 

0.52 

2.29  ±  0.12 

0.28  ±  0.02 

0.26 

±  0.01 

0.60  ±  0.02 

13 

1.19 

i 

0.06 

0.40  ±  0.04 

0.15  ±  0.01 

0.13 

±  0.03 

0.23  ±  0.02 

15 

<0.1 

• 

<0.1 

<0.1 

<0.1 

<0.1 

16 

0.32 

± 

0.01 

<0.1 

<0.1 

<0.1 

<0.1 

17 

0.34 

± 

0.01 

0.27  ±  0.01 

<  0.1 

0.09 

±  0.01 

0.22  ±  0.01 

18 

<0.1 

<0.1 

<0.1 

<0.1 

0.17  ±  0.01 

19 

0.24 

± 

0.02 

0.19  ±  0.03 

<0.1 

0.09 

±  0.01 

0.32  ±  0.02 

20 

<0.1 

<0.1 

<0.1 

<0.1 

0.11  ±  0.01 

21 

0.16 

± 

0.02 

0.19  ±  o:o3 

0.12  ±  0.02 

<0.1 

0,30  ±  0.03 

22 

0.15 

i  0.03 

0.19  ±  0.02 

0.10  ±  0.03 

<0.1 

0.37  ±  0.02 

23 

<0.1 

<0.1 

<0.1 

<0.1 

<0.1 

24 

<0.1 

<0.1 

<  0.1 

<0.1 

<0.1 

25 

<0.1 

0.10  ±  0.03 

0.13  ±  0.02 

<0.1 

• 

0.15  ±  0.01 

27 

<0.1 

<0.1 

<0.1 

<0.1 

0.44  ±  0.02 

28 

<0.1 

0.11  ±  0.'04' 

0.25  ±  0.02 

<  0.1 

0.51  ±  0.02 

29 

<0.1 

<0.1 

<0.1 

<0.1 

0.12  ±  0.01 

31 

<0.1 

<0.1 

<0.1 

<0.1 

0.27  ±  0.03 

32 

<0.1 

0.12  ±  o.^a 

0.60  ±  0.05 

<0.1 

0.26  ±  0.02 

33 

<0.1 

<0.1 

<0,1 

<  0.1 

<0.1 

34 

<0.1 

__ 

<  0.1 

<0.1 

<0.1 

<0.1 
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TABLE  C-2.  (Continued) 


GC 

Amount  Found, 

r/IOOr,  in  Given  Sample 

VN- 80-50 

VN-80-52 

W-80-56 

VN- 80-59 

VN- 80-60 

39 

0.11  ±  0.01 

0.19  ±  0.02 

0.25  ±  0.01 

0.22  £  0.01 

2.35  £  0.03 

40 

<0.1 

<0.1 

<  0.1 

<0.1 

<0.1 

42 

<0.1 

<0.1 

<0.1 

<0.1 

0.26  ±  0.08 

44 

<0.1 

<0.1 

<0.1 

<0.1 

0.20  ±  0.03 

47 

<0.1 

<0.1 

0.21  ±  0.05 

<0.1 

0.16  £  0.01 

49 

<0.1 

<0.1 

<0.1 

<0.1 

0.31  £  0.01 

50 

<0.1 

<0.1 

<0.1 

<0.1 

0.25  £  0.04 

54 

0.16  ±  0.01 

0.29  ±  0.02 

0.53  ±  0.03 

0.73  £  0.03 

4.70  £  0.01 

55 

0.08  ±  0.01 

0.15  ±  0.02 

0.37  ±  0.01 

0.40  £  0.01 

2.94  ±  0.73 

56 

<0.1 

<0.1 

<0.1 

<0.1 

<0.1 

62 

0.02  ±  0.01 

0.04  ±  0.01 

0.09  ±  0.01 

0.18  £  0.01 

0.75  £  0.03 

64 

0.04  ±  0.01 

0.07  ±  0.01 

0.13  ±  0.01 

0.33  £  0.01 

1.06  £  0.04 

65 

0.03  ±  0.01 

0.08  ±  0.01 

0.18  £  0.01 

0.38  £  0.02 

1.28  £  0.04 

67 

0.02  ±  0.01 

0.04  ±  0.01 

0.10  £  0.01 

0.22  £  0.01 

0.78  £  0.06 

69 

<0.02 

<0.02 

<0.02 

0.11  £  0.01 

0.39  £  0.03 

71 

<0.1 

<0.1 

<0.1 

0.34  £  0.05 

0.39  £  0.05 

73 

<0.02 

<0.02 

<0.02 

0.17  £  0.01 

0.39  £  0.04 

77 

<0.02 

<0.02 

<0.02 

0.12  £  0.01 

0.23  £  0.02 

78 

<0.02 

<0.02 

<0.02 

0.19  £  0.01 

0.34  £  0.02 

79 

<  0.02 

<0.02 

<0.02 

0.12  £  0.01 

0.19  £  0.02 

80 

<0.02 

<0.02 

<0.02 

0.15  £  0.01 

0.29  £  0.02 

81 

<0.02 

<0.02 

<0.02 

0.14  £  0.01 

0.23  £  0.02 

82 

<0.02 

<0.02 

<0.02 

0.11  £  0.02 

0.16  £  0.05 

84 

<0.02 

<0.02 

<0.02 

0.10  £  0.04 

0.16  £  0.05 

89 

<0.02 

<0.02 

<  0.02 

0.08  £  0.03 

0.07  £  0.02 

90 

<  0.02 

<0.02 

<0.02 

<0.02 

0.07  £  0.02 

91 

<0.02 

<0.02 

<  0.02 

<0.02 

0.06  £  0.02 

92 

<0.02 

<0.02 

<0.02 

<0.02 

0.10  £  0.03 

(a)  The  tentative  identification  of  the  GC  peaks  are  given  in  Table  2. 

(b)  Average  of  three  runs. 
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TABLE  C-3.  AROMATIC  HYDROCARBON  COMPOSITION  OF  FUEL  SAMPLES 
DETERMINED  BY  GC-UVD  ANALYSIS  OF  HEXANE  SOLUTIONS, 
SET  C 


(b) 

Peak  .  _ Amount  Found,  g/lOOg,  In  Given  Sample _ 

No/^^  VN-80-61 _ VN- 80^62 _ VN- 80-67 _ VN-80-68 _ VN- 80-69 


1 

1.03 

±  0.01 

<0.1 

0.53 

± 

0.01 

0.92 

± 

0.01 

<0.1 

2 

0.15 

±  0.01 

<0.1 

0.11 

± 

0.01 

0.25 

+ 

0.01 

<  0.1 

3 

0.86 

±  0.03 

<0.1 

0.71 

± 

0.01 

0.89 

+ 

0.02 

0.11 

0.01 

4 

0.33 

±  0.01 

<0,1 

0.27 

± 

0.01 

0.43 

± 

0.01 

0.06 

+ 

0.01 

5 

<0.1 

<0.1 

<0.1 

<0.1 

<0.1 

6 

0.11 

±  0.04 

0.08 

+ 

0.01 

0.07 

± 

0.01 

0.14 

+ 

0.01 

<0.1 

7 

0.35 

±  0.01 

0.33 

± 

0.01 

0.28 

± 

0.01 

0.57 

± 

0.03 

0.12 

± 

0.01 

8 

0.25 

±  0.01 

0.28 

± 

0.02 

0.23 

0.04 

0.40 

0.03 

0.13 

+ 

0.02 

9 

0,14 

±  0.04 

0.30 

t 

0.03 

0.12 

± 

0.02 

0.33 

± 

0.04 

O.li 

0.02 

10 

0.56 

±  0.04 

1.04 

+ 

0.03 

0.48 

± 

0.01 

1.03 

± 

O.Cl 

0.33 

t 

0.02 

13 

0.26 

±  0.01 

0.95 

± 

0,03 

0.18 

± 

0.01 

0.44 

± 

0.02 

0.17 

0.03 

15 

<0.1 

0,21 

± 

0.02 

<0.1 

<0.1 

<0.1 

16 

<0.1 

0.30 

± 

0.02 

<0.1 

<0.1 

<  0.1 

17 

0.16 

±  0.01 

0.41 

0.02 

0.14 

♦ 

0.02 

0.19 

0.01 

0.16 

0.03 

18 

<0.1 

0,37 

> 

0.01 

0.12 

♦ 

0.01 

0.16 

♦ 

0.01 

0.14 

4- 

0.04 

19 

<0.1 

0.35 

♦ 

0.01 

0.12 

♦ 

0.02 

0.20 

0.02 

0.23 

0.03 

20 

<0.1 

0.25 

+ 

0.01 

<0.1 

0.16 

0.02 

0.15 

0.01 

21 

<0.1 

0.48 

♦ 

0.02 

<0.1 

0.24 

0.03 

0.30 

0.01 

22 

<0.1 

0.38 

1 

0.01 

0.13 

± 

0.01 

0.19 

♦ 

0.04 

0.22 

0.02 

23 

<0.1 

0.18 

♦ 

0.02 

<0,1 

<0.1 

<  0.1 

24 

<0.1 

0.43 

♦ 

0.02 

0.14 

± 

0,02 

0.13 

♦ 

0.02 

0.25 

♦ 

0.01 

25 

<0.1 

<0.1 

<0.1 

<0.1 

<0.1 

27 

<0.1 

0.32 

♦ 

0.04 

0.10 

♦ 

0.01 

0.20 

♦ 

0.04 

0.30 

± 

0.01 

28 

<0.1 

0.30 

♦ 

0.04 

<0.1 

<0.1 

0.34 

± 

0.02 

29 

<0.1 

<0.1 

<0.1 

<0.1 

<0.1 

31 

<0.1 

0.39 

♦ 

0.05 

0.13 

♦ 

0.02 

<0.1 

<0.1 

32 

<0.1 

<0.1 

<0.1 

<0.1 

<0.1 

33 

<0.1 

0.23 

♦ 

0.05 

<0.1 

0.16 

± 

0.03 

0.30 

± 

0.03 

34 

<0.1 

0.44 

± 

0.07 

<0.1 

<  0.1 

<0.1 
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TABLE  C-3.  (Continued) 


GC 

Peak 

Anount  Found, 

a/lOOg,  in  Given  Sample 

VH- 80-61 

VN- 80-62 

VS- 80-67 

VN- 80-68 

VN- 80-69 

39 

0.05 

±  0.01 

0.20 

±  0.01 

0.02  ±  0.02 

0.14  ±  0.01 

0.46 

+ 

0.03 

40 

<0.1 . 

0.41 

±  0.04 

0.17  ±  0.07 

<0.1 

<0,1 

42 

0.17 

±  0.06 

0.33 

±  0.03 

0.14  ±  0.07 

<0.1 

<0.1 

44 

0.12 

±  0.02 

0.23 

±  0.03 

<0.1 

<0.1 

<0.1 

47 

<0.1 

<0.1 

<0.1 

<0.1 

<0.1 

49 

<0.1 

<0.1 

<0.1 

<0.1 

<0.1 

50 

0.19 

±  0.06 

0.03 

±  0.03 

0.14  ±  0.16 

<0.1 

<0.1 

54 

0.09 

±  0.03 

0.26 

±  0.02 

0.03  ±  0.01 

0.15  ±  0.01 

0.75 

+ 

0.06 

55 

0.03 

±  0.02 

0.12 

±  0.02 

<0.02 

0.10  ±  0.01 

0.48 

± 

0.04 

56 

<0.1 

<0.1 

<0.1 

<0.1 

<0.1 

62 

<0.02 

0.03 

±  0.01 

<0.02 

0.03  ±  0.01 

0.13 

± 

0.01 

64 

<0.02 

0.05 

±  0.01 

<0.02 

0.03  ±  0.01 

0.23 

± 

0.02 

65 

<0.02 

0.07 

±0.1 

<0.02 

0.04  ±  0.01 

0.26 

± 

0.02 

67 

<0.02 

<0.02 

<0.02 

<0.02 

0.15 

± 

0.01 

69 

<0.02 

<0.02 

<0.02 

<0.02 

<0.02 

71 

<0.1 

<0.1 

<0.1 

<0.1 

<0.1 

73 

<0.02 

<0.02 

<0.02 

<0.02 

<0.02 

77 

<0.02 

<0.02 

<0.02 

<0.02 

<0.02 

78 

<0,02 

<0.02 

<0.02 

<0.02 

<0.02 

79 

<0.02 

<0.02 

<  0.02 

<0.02 

<  0.02 

80 

<0.02 

<0.02 

<0.02 

<0.02 

<0.02 

81 

<0.02 

<0.02 

<0.02 

<0.02 

<  0.02 

82 

<0.02 

<0.02 

<0.02 

<0.02 

<0.02 

84 

<0.02 

<0.02 

<0.02 

<0.02 

<0.02 

89 

<0.02 

<0.02 

<0.02 

<0.02 

<0.02 

90 

<0.02 

<0.02 

<0.02 

<0.02 

<  0.02 

91 

<0.02 

<0.02 

<0.02 

<0.02 

<0.02 

92 

<0.02 

<0.02 

<0.02 

<0.02 

<0.02 

(•)  The  tentative  identifications  of  the  GC  peaks  are  given  in  Table  2. 
(b)  Average  of  three  runs. 
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TABLE  C-4.  (Continued) 


GC 

Peak 

Amount  Found, 

*/100g,  in  Given  Sample 

No. (a) 

-VK- 80-72 

VN-80-73 

VN— 81] 

I-/4 

39 

0.37  ±  0.02 

0.20  ±  0.01 

0.21  ±  0.01 

0.23  ±  0.01 

0.22 

±  0.01 

4d 

<0.1 

<0.1 

<0.1 

<0.1 

<0.1 

42 

<0.1 

<0.1 

<0.1 

<0.1 

<0.1 

44 

<0.1 

<0.1 

0.17  ±  0.02 

<0.1 

0.15 

±  0.04 

47 

<0.1 

<0.1 

<0.1 

<0.1 

<0.1 

49 

<0.1 

<0.1 

0.10  ±  0.01 

<0.1 

<0.1 

50 

<0.1 

0.20  ±  0.02 

0.31  ±  0.01 

0.30  ±  0.03 

0.32 

±  0.01 

54 

0.62  ±  0.04 

1.25  ±  0.04 

1.07  ±  0.03 

1.26  ±  0.04 

1.19 

i  0.03 

55 

0.37  ±  0.02 

0.69  ±  0.03 

0.59  ±  0.01 

0.69  ±  0.01 

0.66 

±  0.02 

56 

<0.1 

0.53  ±  0.02 

0.19  ±  0.01 

<0.1 

<0.1 

62 

0.10  ±  0.01 

0.94  ±  0.04 

0.31  ±  0.01 

0.45  ±  0.02 

0.69 

±  0.01 

64 

0.20  ±  0.01 

1.07  ±  0.04 

0.58  ±  0.01 

0.79  ±  0.03 

0.69 

±  0.01 

65 

0.24  i  0.02 

<0.02 

0.64  ±  0.01 

0.91  ±  0.03 

0.79 

±  0.01 

67 

0.15  ±  0.01 

0.57  ±  0.02 

0.31  ±  0.02 

0.47  ±  0.02 

0.41 

±  0.01 

69 

0.05  ±  0.01 

0.31  ±  0.02 

0.17  ±  0.01 

0.25  ±  0.01 

0.22 

±  0.01 

71 

0.12  ±  0.01 

0.46  ±  0.02 

0.25  ±  0.01 

0.38  ±  0.02 

0.33 

±  0.02 

73 

0.07  ±  0.01 

0.56  ±  0.01 

0.32  ±  0.02 

0.46  ±  0.02 

0.40 

±  0.01 

77 

0.05  ±  0.01 

0.33  ±  0.01 

0.20  ±  0.01 

0.28  t  0.02 

0.24 

±  0.01 

78 

0.07  ±  0.01 

0.46  ±  0.02 

0.26  ±  0.01 

Q.38  ±  0.03 

0.34 

±  0.01 

79 

0.05  ±  0.01 

0.24  ±  0.03 

0.14  ±  0.01 

0.21  ±  0.01 

0.19 

±  0.01 

80 

0.05  ±  0.01 

0.41  ±  0.01 

0.23  ±  0.01 

0.33  ±  0.01 

0.30 

i  0.01 

81 

0.04  ±  0.01 

0.33  ±  0.02 

0.20  ±  0.01 

0.28  ±  0.01 

0.25 

±  0.01 

82 

<0.02 

0.19  ±  0.03 

0.14  ±  0.01 

0.18  ±  0.02 

0.18 

±  0.01 

84 

<0.02 

0.24  ±  0.05 

0.18  ±  0.01 

0.10  ±  0.01 

0.22 

±  0.01 

89 

<0.02 

0.14  ±  0.03 

0.09  t  0.01 

0.12  ±  0.01 

0.12 

±  0.01 

90 

<0.02 

0.13  ±  0.02 

0.08  ±  0.01 

0.12  ±  0.01 

0.11 

±  0.01 

91 

<0.02 

0.11  ±  0.01 

0.06  ±  0.01 

0.10  ±  0.01 

0.09 

±  0.01 

92 

<0.02 

0.16  ±  0.06 

0.12  ±  0.01 

0.17  s  0.01 

0.15 

±  0.01 

(a)  The  tentative  identifications  of  the  GC  peaks  are  given  in  Table  2. 

(b)  Average  of  three  runs. 
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TABLE  C-5.  (Continued) 


GC 

Peak 


Amount  Found, 


(b) 


«o.(a] 

1  VN-80-40 

VN-80-41 

VN-80-48 

VN-80-50 

77 

0.393  +  0.020 

<0.01 

0.188 

+  0.010 

<0.01 

78 

0.508  +  0.022 

<0.01 

0.269 

+  0.004 

<0.01 

79 

(d) 

<0.01 

0.148 

+  0.013 

<0.01 

80 

0.514  +  0.022 

<0.01 

0.258 

+  0.012 

<0.01 

81 

0.422  +  0.024 

<0.01 

0.200 

+  0.011 

<0.01 

82 

0.247  +  0.007 

<0.01 

0.075 

+  0.006 

<0.01 

84 

0.257  +  0.021 

<0,01 

0.095 

+  0.007 

<0.01 

90 

0.113  +0.004 

<0.005 

0.046 

+  0.001 

<0.005 

91 

0.083  +  0.004 

<0.005 

0.035 

+  0.008 

<0.005 

92 

0.109  +  0.003 

<0.005 

0.041 

+  0.005 

<0.005 

(a) 

The  tentative  Identifications  of  the  GC  peaks 

are  given  In  Table  2. 

(b) 

Average  of  three  runs. 

(c) 

The  detector  was  saturated;  the  correct  value 

Is  therefore  considerably 

higher. 

(d) 

This  peak  was  not  quantified  because  the  data 

system  did 

not  resolve  It 

from  Peak  No.  80. 


TABLE  C-6.  AROMATIC  HYDROCARBON  COMPOSITION  OF  FUEL  SAMPLES  DETERMINED 
BY  GC-UVD  MALYSIS  OF  NEAT  SAMPLES,  SET  F 


GC 

Peak 

No. (a) 

Amount  Found, g/lOO  g,  in  Given  Sample 

VN-I 

80-56 

VN-I 

80-61 

VN- 

80-62 

VN-80- 

-73 

0 

<0.01 

0.103 

+  0.005 

<0.01 

<0.1 

1 

0.033 

+  0.001 

1.30 

+  0.01 

<0.01 

1.53  + 

0.002 

2 

0.036 

+  0.003 

0.219 

+  0.002 

<0.01 

1.75  + 

0.01 

3 

0.108 

+  0.005 

1.15 

+  0.04 

<0.1 

4.82  + 

0.04 

4 

0.069 

+  0.003 

0.502 

+  0.014 

<0.1 

2.33  + 

0.01 

5 

0.019 

+  0.001 

0.027 

+  0.003 

<0.01 

0.075  + 

0.001 

6 

0.033 

+  0.001 

0.111 

+  0.003 

0.087 

+  0.002 

0.292  + 

0.005 

7 

0.102 

+  0.003 

0.347 

4-  0.023 

0.326 

+  0.006 

1.30  .  + 

0.01 

8 

0.075 

+  0.002 

0.210 

+  0.009 

0.249  +  0.001 

1,04  + 

0.01 

9 

0.067 

+  0.001 

0.132 

+  0.001 

0.293 

+  0.002 

0.575  + 

0.005 

10 

0.316 

+  0.005 

0.653 

+  0.013 

1.042 

+  0.008 

2.89  + 

0.04 

13 

Q.171 

+  0.005 

0.265 

+  0.014 

0.874 

+  0.021 

0.961  + 

0.028 

16 

<0.1 

1.109 

+  0.001 

0.359 

+  0.005 

0,124  +  0.003 

17 

0.105 

+  0.001 

0,171 

+  0.001 

0.428 

+  0.004 

0.195  + 

0.005 

18 

0.084 

+  0.001 

0.155 

+  0.001 

0.383 

+  0.008 

0.130  +  0.003 

19 

0.113 

+  0.003 

0.145 

+  0.002 

0.337 

+  0.008 

0.260  + 

0.003 

20 

0.084 

+  0.001 

0,075 

+  0.004 

0.295 

+  0.006 

<0.1 

21 

0.151 

+  0.006 

0,145 

+  0.001 

0.479 

+  0.014 

0.275  + 

0.005 

22 

0.123 

+  0.004 

0.141 

+  0.007 

0.363 

+  0.002 

0.306  + 

0.005 

23 

<0.1 

<0.1 

0.176 

+  0.001 

<0.1 

24 

<0.1 

<0.1 

0.361 

+  0.02 

<0.1 

25 

0.114 

+  0.004 

0.164 

+  0.001 

<0.1 

0.134  + 

0.007 

27 

<0.1 

0.109 

+  0.006 

0.291 

+  0.003 

0.305  + 

0.016 

28 

0.411 

+  0.017 

0.164 

+  0.011 

0.430 

+  0.006 

0.437  + 

0.009 

29 

<0.1 

0.139 

+  0.008 

0.359 

+  0.004 

0.110  + 

0.004 

31 

<0.1 

0.282 

+  0.001 

<0.1 

0.219  + 

0.009 

32 

0.902 

+  0.033 

0.255 

+  0.011 

<0.1 

0.299  + 

0.014 

33 

<0,1 

0.609 

+  0.009 

0.609 

+  0.009 

0.198  + 

0.013 

34 

<0.1 

<0.1 

0.661 

+  0.008 

<0.1 

39 

0.315 

+  0.007 

0.078 

+  0.001 

.0.271 

+  0.008 

0.291  + 

0.001 

40 

0.176 

+  0.005. 

0.597 

+  0.022 

0.597 

+  0.022 

<0.1 

42 

0.168 

+  0.003 

0.283 

+  0.011 

0,509 

+  0.009 

0.179  + 

0,003 

44 

0,217 

+  0.006 

0.241 

+  0.023 

0.375 

+  0.004 

0.202  + 

0.009 

47 

0.360 

+  0.009 

0.172 

+  0.019 

0.235 

+  0.002 

0.297  + 

0.005 

49 

0.157 

+  0.018 

0.135 

+  0.003 

0.259 

+  0.003 

0.210  + 

0.006 

50 

0.227 

+  0,024 

0.350 

+  0.011 

0.604 

+  0.006 

0.586  + 

0.026 

54 

0.576 

+  0.001 

0.123 

+  0.007 

0.327 

+  0.008 

1.10  + 

0.01 

55 

0.425 

+  0.007 

0.065 

+  0.001 

0.177 

+  0.005 

0.713  + 

0.006 

62 

0.128 

+  0.008 

<0.02 

0.04 

+  0.001 

0.509  + 

0.009 

64 

0.169 

+  0.003 

0.031 

+  0.003 

0.064 

+  0.001 

0.825  4- 

0.006 

65 

0.242 

+  0.007 

0,032 

+  0.002 

0,095 

■f  0.001 

0.854  4- 

0.021 

67 

0.086 

+  0.003 

<0.02 

<0.02 

0.387  4- 

0.007 

69 

0.038 

+  0.003 

<0.02 

<0.02 

0.211  4- 

0.003 

71 

0.022 

+  0.005 

<0.01 

<0.02 

0.127  4- 

0.003 

73 

0.033 

+  0.003 

<0.01 

<0,02 

0.389  4- 

0.003 
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TABLE  C-6.  (Continued) 


GC 

Peak 

No. 

Amotmt 

Found , 

g/100  g,  in  Given  Sample 

VN-80-56 

VN-80-61 

VN-80-62 

VN-80-73 

77 

0.028  +  0.003 

<0.01 

<0.01 

0.238  +  0.007 

78 

<0.02 

<0.01 

<0.01 

0.330  +  0.001 

79 

0.023  +  0.002 

<0.01 

<0.01 

0.190  +  0.002 

80 

<0.02 

<0.01 

<0.01 

0.303  +  0.007 

81 

0.019  +  0.001 

<0.01 

<0.01 

0.271  +  0.017 

82 

<0.01 

<0.01 

<0.01 

0.134  +  0.002 

84 

<0.01 

<0.01 

<0.01 

0.162  +  0.004 

90 

<0.005 

<0.005 

<0.005 

0.098  +  0.001 

91 

<0.005 

<0.005 

<0.005 

0.069  +  0,007 

92 

<0.005 

<0.005 

<0.005 

0.104  +  0.018 

(a)  The  tentative  identifications  of  the  GC  peaks  are  given  in  Table  2. 

(b)  Average  of  three  runs. 
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GC-UVD  Chromatogram  of  Fuel  Sample  VN-80-39  Determined  by  Analysis  of 
a  Hexane  Solution  (See  Table  2  for  tentative  identification  of 


Figure  C-4.  GC-UVD  Chroma 
a  Hexane  Solu 


Figure  C-5.  CC-UVD  Chromatogram  of  Fuel  Sample  VN-80-48  Determined  by  Analysis  of 
a  Hexane  Solution  (See  Table  2  for  tentative  identification  of 
numbered  components) . 


GC-UVD  Chromatogram  of  Fuel  Sample  VN-80-52  Determined  by  Analysis  of 
a  Hexane  Solution  (See  Table  2  for  tentative  identification  of 
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Figure  C-8.  GC-UVD  Chromatogram  of  Fuel  Sample  VN-80-56  Determined  by  Analysis  of 
a  Hexane  Solution  (See  Table  2  for  tentative  identification  of 
numbered  compoiieiito)  . 


Figure  C-9.  GC-UVD  Chromatogram  of  Fuel  Sample  VN-80-59  Determined  by  Analysis 
of  a  Hexane  Solution  (See  Table  2  for  tentative  identification  of 
numbered  components). 


Figure  C-11.  GC-UVD  Chromatogram  of  Fuel  Sample  VN-80-61  Determined  by  Analysis  of 
a  Hexane  Solution  (See  Table  2  for  tentative  identification  of 
numbered  components) . 


0'S 


Figure  C-13.  GC-UVD  Chromatogram  of  Fuel  Sample  VN-80-67  Determined  by  Analysis 
of  a  Hexane  Solution  (See  Table  2  for  tentative  identification  of 
numbered  components). 


GC-UVD  Chromatogram  of  Fuel  Sample  VN-80-68  Determined,  by  Analysis 
of  a  Hexane  Solution  (See  Table  2  for  tentative  identification 
of  numbered  components). 


Eica 


23 


Figure  C-16.  GC-UVD  Chromatogram  of  Fuel  Sample  VN-80-70  Deteimined  by  Analysis 
of  a  Hexane  Solution  (See  Table  2  for  tentative  identification 
numbered  components) . 


Figure  C-17.  GC-UVD  Chromatogram  of  Fuel  Sample  VN-80-71  Determined  by  Analysis 
of  a  Hexane  Solution  (See  Table  2  for  tentative  identification  of 

numbered  components). 


GC-UVD  Chromatogram  of  Fuel  Sample  VN-80-73  Determined  by  Analysis 
of  a  Hexane  Solution  (See  Table  2  for  tentative  identification  of 
numbered  components). 


Figure  C-21.  CC-UVD  Chromatogram  of  Fuel  Sample  VN-80-A0  Determined  by  Analysis 
of  the  Neat  Fuel. 


Figure  C-22.  GC-UVD  Chromatogram  of  Fuel  Sample  VN-80-41  Determined  by  Analysts 
of  the  Neat  Fuel. 


Figure  C-23.  CC-UVD  Chromatogram  of  Fuel  Sample  VN-80-^48  Determined  by  Analysis 
of  the  Neat  Fuel. 
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Figure  C-24.  GC-UVD  Chromatogram  of  Fuel  Sample  VN-80-50  Determined  by  Analysis 
of  the  Neat  Fuel. 


Figure  C-25.  GC-UVD  Chromatogram  of  Fuel  Sample  VN-80-56  Determined  by  Analysis 
of  the  Neat  Fuel. 


Figure  C-26.  GC-UVD  Chromatogram  of  Fuel  Sample  VN-80-61  Determined  by  Analysis 
of  the  Neat  Fuel . 


:-27-  GC-UVD  Chromatogram  of  Fuel  Sample  VN-80-62  Determined 
the  Neat  Fuel- 


APPENDIX  D 


RECONSTRUCTED  GAS  CHROMATOGRAMS  OF  THE  BASIC 
COMPONENTS  OF  SYNCRUDE  JET  A 


Figure  D-1.  Reconstructed  Gas  Chromatogram  of  the  Basic  Components  of  Syncrude  Jet 
HPLC  Fraction  1. 


Figure  D-3.  Reconstructed  Gas  Chromatogram  of 


Reconstructed  Gas  Chromatogram  of  the  Basic  Components  of  Syncrude  Jet 


f  the  Basic  Components  of  Syncrude  Jet 


Figure  D-9.  Reconstructed  Gas  Chromatogram  of  the  Basic  Components  of  Syncrude  Jet 
HP1,C  I'rai-tion  9. 


Reconstructed  Cas  v.hrotnatogram  of  the  Bat>ic  Components  of  Syncrude  Jet 
HPl.C  Fraction  iO. 


Figure  D-11.  Reconstructed  Gas  Chromatogram  of  the  Basic  Components  of  Syncrude  Jet 
HPLC  Fraction  II. 


